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1.  INTRODUCTION 

This  analog  fiber  optic  system  was  designed  to 
provide  a  dielectrically  isolated,  wideband  means 
of  conveying  signals  from  electrical  sensors 
mounted  within  or  on  a  test  object  to  remotely 
located  digitizing  oscilloscopes.  Because  the  fiber 
optic  transmitter  is  near  the  sensors,  it  shares  the 
vacuum,  temperature,  electromagnetic  pulse 
(EMP),  and  ionizing  radiation  experienced  by  the 
test  object.  Even  in  this  hostile  environment,  the 
transmitter  must  transmit  the  analog  data  without 
even  momentary  upset.  The  receiver/controller  is 
colocated  with  the  recording  oscilloscopes  and 
therefore  need  not  be  designed  to  perform  in  such 
an  extreme  environment.  The  fiber  optic  link  can  be 
thought  of  as  being  a  remotely  programmable 
oscilloscope  vertical  plug-in,  and  clearly  should 
have  bandwidth  and  dynamic  range  commensurate 
with  that  of  the  recording  apparatus. 

The  entire  analog  fiber  optic  link  is  shown  in 
the  photographs  of  figures  1  and  2  and  in  the  much 
simplified  block  diagram  of  figure  3.  The  transmit¬ 
ter,  which  during  use  is  located  at  the  equipment 
being  monitored,  is  complete  as  shown  in  figure  2. 


This  single  unit  contains  all  the  circuitry  shown  at 
the  left  of  the  block  diagram  of  figure  3,  including 
batteries.  The  receiver/controller  is  located  near 
the  data  recording  equipment,  typically  an 
oscilloscope.  The  circuitry  in  this  unit  is  shown  in 
the  right-hand  side  of  figure  3.  These  two  units  are 
interconnected  by  two  single  optical  fibers  which 
may  be  of  almost  hair-like  diameters  if  required. 
Typically,  the  tiny  fibers  are  within  a  protective 
covering  of  a  few  millimeters  diameter  in  order  to 
provide  mechanical  protection.  Two  separate  fiber 
channels  are  used — one  to  carry  the  analog 
signals  and  the  other,  a  digital  link,  to  effect  the  re¬ 
quired  remote  control  of  transmitter  functions. 
Essentially,  a  selected  input  signal  directly 
modulates  the  laser  diode,  the  output  of  which  is 
conveyed  to  the  receiver  via  a  graded  index  fiber. 
The  analog  signal  is  recovered  by  a  high-speed 
photodiode,  amplified,  and  made  available  to  the 
recording  instrumentation.  Special  features  of  the 
system  include  laser  bias  stabilization  by  feedback, 
electronic  means  to  suppress  modal  noise,  an  ef¬ 
fective  receiver  automatic  gain  control  (AGC),  on¬ 
board  remote  calibration  signal,  exceptional 
transmitter  standby  time,  and  complete  remote 
control  of  all  transmitter  functions,  either  by  the 


Figure  1.  Controller/signal  receiver  for  optical  link.  All  functions  of  remote  transmitter  are  controlled  by  optically 
transmitted  commands  from  controller. 


5 


receiver/controller  or  by  a  superintending  com¬ 
puter. 

The  remainder  ot  this  report  describes  the  ra¬ 
tionale  of  the  circuits  in  considerable  detail.  Test 
data  supporting  the  performance  of  the  system  are 
also  presented  briefly,  with  references.  Lastly, 
some  lessons  learned  in  the  use  of  the  apparatus 
are  outlined,  along  with  suggestions  for  possible 
improvements. 


Figure  2.  Exterior  view  of  remote  signal  transmitter. 
Transmitter  converts  high  frequency  electrical  Inputs  Into 
optical  signals  which  are  coupled  by  fibers  to  receiver 
(fig.  1).  Ruler  is  marked  in  centimeters. 


2  FIBER  OPTIC  TRANSMITTER 

Figure  4  details  the  transmitter  subsections.  It 
is  convenient  to  begin  by  tracing  the  analog  signal 
path. 

2.1  Baiuns  and  Input  Selector 

Four  separate  sets  of  differential  inputs 
are  provided,  each  set  leading  into  a  balun.  The 
baluns  exploit  the  isolating  properties  of  ferrite 
cores  and  the  hybrid  properties  of  the  Wheatstone 
bridge  to  provide  good  common-mode  rejection  up 
to  500  MHz.  Because  both  inverting  and  non¬ 
inverting  inputs  are  matched  independently,  either 
input  of  a  pair  may  be  driven  single-ended  without 
terminating  its  fellow.  The  four  balun  outputs  are 
applied  to  a  binary  tree  of  three  single-pole  double 
throw  (spdt)  relays  which  select  the  desired  chan¬ 
nel.  These  relays  are  TO-5  size  and  can  be  embed¬ 
ded  in  50-ohm  microstrip  without  substantial  reflec¬ 
tion. 

The  principle  underlying  this  balun  is  not 
new,  having  been  well-known  in  1920,1  but  its  ap¬ 
plication  to  very  wide  baseband  is  uncommon.  This 
type  of  balun  has  considerable  advantage  over  the 
conventional  type  in  that  it  does  not  eliminate  the 

1G.  A.  C ampbeil  and  R.  M.  Foster,  Maximum  Output  Net¬ 
works  for  Telephone  Substation  and  Repeater  Circuits.  At  EE 
Trans.  39,  Part  1  (January  to  June  1920),  231-280. 
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Figure  3.  Block  diagram  of  entire  transmitterrecelver-controller  system. 
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common  mode  by  reflection.  It  also  does  not  have 
preshoot  and  therefore  is  usable  at  very  high  fre¬ 
quencies.2  Partly  redrawn  as  figure  6,  figure  5  is 
shown  to  be  a  Wheatstone  bridge  with  all  arms  of 
equal  resistance,  namely  Z0  -  50  ohms.  Note  that 
in  figure  5  there  is  a  triangular  block  marked 
"FLOAT.”  This  is  achieved  in  the  typical  balun  by 
winding  a  length  of  semiflexible  coaxial  cable  on  a 
toroidal  ferrite  core.  In  our  balun,  cores  of  high 
permeability  (Indiana  General  AR-9708)  are  slipped 
over  straight  sections  of  semiflexible  coaxial  cable 
(coax)  to  achieve  a  similar  result.  This  avoids  the 
change  in  electrical  length  which  occurs  when 
coax  is  strongly  bent,  as  in  winding  onto  a  core. 
Because  the  cores  are  electrically  conductive,  a 
0.001 -in.  Mylar  sheet  is  cemented  around  the 

2 Jonathan  Vanderwall,  An  Improved  Balun  for  the  SXTF 
Fiber  Optics  Link,  Proceedings  of  the  Fiber  Optics  in  the 
Nuclear  Environment  Symposium,  Harry  Diamond  Laboratories, 
March  1980,  Vol  II.  Radiation  Physics  (ON A  5308P-2). 


semiflexible  coax  to  insulate  this  unwanted 
resistance  from  the  output.  Normally,  such  a 
transformer  is  used  for  pulse  inversion  by  ground¬ 
ing  the  center  conductor  at  the  output  end  and  tak¬ 
ing  the  output  from  the  shield.  However,  there  is  no 
necessity  to  ground  either  side  of  the  output. 
Therefore,  in  figures  5  and  6,  the  inverting  input, 
having  passed  through  such  a  transformer,  can  ar¬ 
bitrarily  be  connected  across  the  bridge  with 


untiiywcBTiun 


Figure  5.  Block  diagram  of  balun. 
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neither  terminal  at  ground.  The  noninverting  input 
signals  merely  pass  through  a  piece  of  cable  equal 
in  length  to  that  in  the  inverting  input  before  they 
are  impressed  across  the  opposite  diagonal  of  the 
bridge. 


Figure  6.  Schematic  of  balun.  Signal  line  es2  is  floated  by 
ferrite  isolation. 

The  signal  polarities  drawn  in  figure  6 
refer  to  common-mode  signals.  It  is  thus  possible 
to  see  by  inspection  that  common-mode  signals 
cancel  in  R4,  the  load.  (Obviously,  cancellation  oc¬ 
curs  also  across  R1,  but  both  sides  of  R1  are 

BSfiMUMI  Attenuator 
chips 


aboveground,  which  certainly  limits  the  practicality 
of  retrieving  signal  at  this  point.)  Furthermore,  the 
inputs  are  isolated  from  one  another  in  the  sense 
that  either  input  is  matched  no  matter  what  is  con¬ 
nected  to  the  other  input.  Thus,  both  common-  and 
differential-mode  signals  are  simultaneously 
matched,  and  the  common-mode  rejection  (CMR) 
is  made  independent  of  the  source  reflection  coef¬ 
ficient.  (However,  as  will  be  brought  out  below,  it  is 
important  that  the  inputs  be  exactly  similar  if  the 
CMR  is  not  to  be  impaired.)  Also,  CMR  is 
theoretically  frequency-independent.  Consider  that 
the  inductance  introduced  by  the  toroidal  cores 
falls  across  R4,  the  load,  and  attenuates  the  output 
below  some  frequency.  However,  if  R1  and  R3 
have  the  same  value,  common-mode  will  still  be  re¬ 
jected.  That  is,  both  common-  and  differential¬ 
mode  signals  will  be  attenuated  together  so  that 
the  CMR  is  not  impaired. 

The  implementation  of  the  baluns  in  the 
transmitter  is  shown  in  figures  7  and  8.  One  of  the 
ferrite-covered  floating  input  lines  is  at  the  top  of 


Figure  7.  Side  view  of  remote  signal  transmitter.  Baiuns  are  visible  extending  lengthwise  at  bottom. 
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Figure  8.  End  of  balun  assembly  showing  resistor  bridges  and  selector  relays.  One  balun  and  one  relay  not  assembled  in 
this  view. 


the  lower  section  of  the  transmitter,  and  its  fellow 
nonfloating  line  is  immediately  below  it.  One  end  of 
each  line  is  connected  to  an  input  SMA  connector 
and  the  other  ends  are  tied  together  by  the  bridge 
resistors.  Figure  8  shows  that  the  resistors  are  at¬ 
tached  to  the  circuit  by  vanishingly  short  leads. 
Precise  performance  measurements  of  the  com¬ 
pleted  baluns2  show  that  the  resistors  were  not  un¬ 
balanced  by  soldering  heat. 

The  circular  cans  of  figure  8  are  two  of 
the  three  TO-5  relays  in  the  selector  tree.  The 
microstrip  interconnecting  the  baluns  and  relays  is 
on  the  opposite  side  of  the  board  and  not  visible. 
The  board  was  photographed  when  partially  com¬ 
pleted  and  empty  holes  are  seen  at  the  locations  of 
one  bridge  assembly  and  one  relay. 

To  eliminate  cross-talk  between  neigh¬ 
boring  baluns  it  was  necessary  to  install  conduc¬ 
ting  shields  between  units.  One  of  the  shielding 
plates  is  visible  behind  the  row  of  cores  in  figure  7. 

2 Jonathan  vanderwall.  An  Improved  Balun  for  the  SXTF 
Fiber  Optics  Link.  Proceedings  of  the  Fiber  Optics  in  the 
Nuclear  Environment  Symposium  Harry  Diamor  Laboratories, 
March  1980.  Vui  il.  Radiation  f  sics  (ON A  r'  P-2). 


Similar  shield  plates  are  located  between  each  set 
of  cores  and  also  (not  visible)  above  and  below  the 
cores. 

2.2  Attenuator  and  Calibrator 

The  signal  which  has  been  selected 
passes  next  to  the  four-stage  attenuator.  As  shown 
in  figure  9,  each  stage  comprises  a  double-pole 
double  throw  (dpdt)  magnetic  latching  relay  and  a 
thick-film  attenuator  pad  of  appropriate  value. 
Minimizing  the  size  of  the  attenuators  is,  of  course, 
very  beneficial  in  obviating  system-generated  EMP 
(SGEMP)  problems,3  as  well  as  being  desirable,  per 
se.  The  attenuator  chips  are  soldered  directly  to 
the  relay  lead  wires  and  can  be  seen  at  the  lower 
left  of  the  analog  circuit  board,  figure  10.  The  relays 
are  at  the  upper  left  corner  of  figure  1 1 . 

The  calibration  waveform  generator  con¬ 
sists  of  a  clock  oscillator  and  a  Johnson  counter 
made  of  Schottky  transistor-transistor  (TTL)  logic 
(U2  and  U3,  fig.  9).  These  two  dual  in-line  packages 

3 James  C.  Blackburn  and  Alan  Bromborsky.  The  Construc¬ 
tion  and  Analysis  of  a  Hardened  Analog  Fiber  Optic  Data  Link. 
IEEE  Trans.  Nuci.  Sci..  NS-24,  6  (December  1977). 
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(DIP'S)  are  visible  in  figure  1 1 .  The  counter  outputs 
are  resistively  summed  to  produce  a  rectangular, 
bipolar  calibrating  waveform.  The  wavefrom  first 
goes  positive,  then  to  zero,  then  negative,  then 
returns  to  zero  with  a  clock  rate  of  approximately 
20  MHz  and  rise/fall  times  of  about  5  ns.  Note  that 
the  calibrator  waveform  is  inserted  after  the  24-dB 
attenuator,  but  before  the  remaining  stages.  During 
calibration,  the  24-dB  attenuator  is  inserted  to  pro¬ 
vide  isolation  from  the  inputs.  The  calibration 
amplitude  can  then  be  varied  by  changing  the  re¬ 
maining  attenuators,  thus  providing  a  good  test  of 
the  system  linearity.  When  the  calibrator  is  not 
operating,  the  1800-ohm  resistor  (R6)  is  an  insignifi¬ 
cant  perturbation  of  the  50-ohm  microstrip. 

2.3  Amplifiers  and  Equalization 

The  amplifiers  U4  and  U5  (fig.  9)  are  visi¬ 
ble  at  the  center  top  of  figure  1 1 .  They  are  commer¬ 
cial  hybrid  units  which  provide  an  overall  gain  of 
about  22  dB.  The  upper  cutoff  frequency  is  conser¬ 
vatively  specified  as  1  GHz.  Lower  cutoff  is  set  by 
the  coupling  capacitors  in  the  kilohertz  range,  but 
system  low-frequency  cutoff  is  in  fact  established 
near  12  kHz  by  the  baluns.  An  equalizing  network 
(Cl 2,  R15,  etc)  couples  the  amplifier  to  the  laser 
and  compensates  for  various  circuit  imperfections, 
chiefly  "dribble-up,”  incurred  in  the  small  diameter 
balun  coax  and  in  the  microstrip  of  the  input  selec¬ 
tor  and  attenuator.  CR6  prevents  a  power-on  surge 
from  reaching  the  laser. 

The  gain  of  the  two-stage  amplifier  is  suf¬ 
ficient  that  an  input  signal  of  about  1  mV  will  pro¬ 
duce  a  1:1  signal-to-noise  ratio  at  the  receiver  out¬ 
put.  Additional  gain  stages  could  readily  be  added 
to  decrease  the  low-signal  capability,  but  nuclear 
radiation  hardness  would  be  decreased.  The 
system  as  shown  was  a  good  compromise  for  the 
test  requirements. 

2.4  Laser,  Laser  Bias  Stabilization,  and 

Dither  Oscillator 

Possibly  the  most  far-reaching  decision 
in  the  construction  of  this  link  was  in  the  selection 
of  the  laser  diode.  To  save  power,  we  required  a 

4  Ft  E.  Ep-norlh,  The  Phenomenon  ot  Modal  Noise  in  Fiber 
Systems,  Proceedings  ot  the  9th  European  Conference  on  Op¬ 
tical  Communication,  Genoa.  Italy  (1978). 


low  lasing  threshold  current  and  high  differential 
quantum  efficiency.  To  achieve  an  adequate 
dynamic  range,  we  required  low  distortion  products 
and  therefore  a  highly  linear  response  to  modula¬ 
tion.  The  Mitsubishi  unit  specified  appears  to  meet 
these  objectives  satisfactorily,  although  laser 
diodes  made  by  Hitachi,  General  Optronics,  or 
others,  may  conceivably  be  used.  The  disadvan¬ 
tage  of  the  laser  selected  is  its  high  coherence, 
which  tends  to  incur  modal  noise.4 

The  proper  bias  point  for  the  laser  is  a 
strong  function  of  temperature  and  must  be  ad¬ 
justed  even  for  small  temperature  variations  as 
well  as  for  aging  effects.  In  the  transmitter  this  is 
arranged  by  a  feedback  loop.  The  front  facet  of  the 
laser  illuminates  the  fiber.  The  back  facet  il¬ 
luminates  a  PIN  photodiode,  producing  a  propor¬ 
tional  photocurrent.  The  laser  and  its  output  fiber 
pigtail  are  readily  distinguished  in  figure  10.  The 
PIN  photodiode  is  contained  within  the  brass  block 
to  which  the  laser  is  attached.  This  current  is  com¬ 
pared  to  a  reference,  amplified,  and  fed  back  to  the 
laser  in  such  a  fashion  as  to  hold  the  steady-state 
optical  output  constant.  Since  the  PIN  diode,  CR4, 
is  an  excellent  current  source,  the  drop  across  R28 
is  a  function  only  of  laser  intensity.  This  drop  is 
compared  by  G4  to  the  voltage  established  by 
zener  CR3,  and  the  result  amplified  by  Q2  and  ap¬ 
plied  to  the  laser.  An  operational  amplifier,  with  its 
high  gain,  was  avoided  to  lessen  nuclear  radiation 
response. 

An  additional  modulating  bias  signal  is 
applied  to  the  laser  diode.  This  is  a  continous  wave 
(cw)  signal  of  about  1.5  or  2  GHz,  well  outside  the 
link  passband.  This  signal  modulates  the  laser  both 
in  amplitude  and  wavelength,  reducing  its 
coherence  time  and  also  decorrelating  its  instan¬ 
taneous  wavelength,  which  otherwise  tends  to  be  a 
function  of  the  signal  transmitted.  This  greatly 
reduces  the  modal  noise.5  The  source  of  the  cw 
signal,  a  commercially  available  hybrid  oscillator, 
is  coupled  to  the  laser  by  a  resistor  capacitor  (RC) 


iR.  E.  Epworth.  The  Phenomenon  of  Modal  Noise  in  Fiber 
Systems.  Proceedings  of  the  9th  European  Conference  on  Op¬ 
tical  Communication.  Genoa,  Italy  (1978) 

5 Jonathan  Vanderwall  and  James  C.  Blackburn.  Suppres 
sion  ot  Some  Artifacts  ot  Modal  Noise  in  Fiber  Optic  Systems, 
Optics  Letters.  4,  9  (September  1979)  295-296 
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retransmit  clock  is  halted  in  one  of  two  possible 
ways.  If  the  remote  power  is  commanded  ON.  the 
controller  LED  will  reilluminate  CR2,  and  DATA  will 
consequently  be  held  true.  This  halts  the  retrigger- 
ing  of  U3B,  and  when  that  circuit  times  out  the 
oscillator  U6C  will  be  disabled.  Alternatively,  if  the 
illumination  of  CR2  is  not  resumed  by  reason  of  an 
OFF  command  from  the  controller,  the  retransmit 
clock  must  be  halted  to  prevent  running  down  the 
battery.  This  occurs  when  the  delay  generator  com¬ 
prising  R13,  C5,  and  U6B  times  out  and  the  output 
of  U6B  drops,  pulling  down  the  input  to  U6C  via 
CR5,  thus  inhibiting  the  retransmit  clock.  Note  that 
this  is  also  a  fail-safe  provision  against  the  possibili¬ 
ty  of  a  broken  control  fiber  or  failure  of  the  con¬ 
troller  power. 

Operation  of  the  READ  cycle  is  straight¬ 
forward,  but  the  action  of  the  circuit  in  response  to 
a  SEND  command  is  decidedly  less  so.  It  is  best  to 
begin  with  the  waveform  representing  the  light  inci¬ 
dent  on  CR2  from  the  controller  LED.  This  is  shown 
in  figure  14  and  in  somewhat  more  detail  in  figure 
15,  which  represents  waveforms  at  some  test 
points  on  the  control  card.  Suppose  that  the  con¬ 
troller  LED  is  initially  on  as  it  will  be  if  remote  power 
is  "ON.”  Upon  initiation  of  the  "SEND"  it  is  turned 
off  for  5  ms,  followed  by  1 5  ms  on,  followed  by  5  ms 
off,  followed  by  the  RZ  code.  The  RZ  code  consists 
of  exactly  8  pulses  either  2  or  4  ms  wide,  at  inter¬ 
vals  of  6  ms.  The  longer  pulse  represents  a  "1,” 
the  shorter,  a  "0."  Turning  again  to  figure  15,  let  us 
see  how  the  circuit  responds  to  this  waveform. 


When  DATA,  i.e.,  the  output  of  U6D,  first 
goes  low,  U3B  will  be  triggered  as  before  and  will 
attempt  to  initiate  a  read-back.  However,  after  5  ms 
the  controller  reenergizes  its  LED,  forcing  DATA 
true  for  15  ms.  Therefore,  U3B  times  out,  halting 
the  retransmit  clock  as  described  above,  and  also, 
via  its  "S'  connection  to  C8,  R19,  CR7,  and  U6F, 
generating  a  low  at  the  output  of  U6F  for  some 
10  ms.  The  output  of  U6F  goes  low  about  3  or  4  ms 
before  DATA  again  falls,  so  that  U3B  is  held  clear 
by  the  low  at  its  reset  input  and  will  not  be  trig¬ 
gered.  Moreover,  CR9  and  CR10  form  a  low-true 
AND  at  the  negative-edge  trigger  input  of  U2A,  the 
receiver  enable  one-shot.  Thus,  when  DATA  next 
falls,  it  triggers  U2A,  which  in  turn  both  enables 
U2B  via  CR11  and  holds  U3B  clear  via  CR8  and 
U6F. 

The  next  rising  edge  of  DATA  will  be  the 
leading  edge  of  the  first  bit  of  the  RZ  code.  This 
edge  triggers  U2B,  the  shift-in  monostable.  Note 
the  connection  of  DATA  to  the  DATA  input  of  the 
shift  register  U5.  The  Q  of  U2B  goes  high  3  ms  after 
the  leading  edge  of  each  of  the  RZ  pulses.  A  2-ms- 
wide  pulse  is  therefore  clocked  into  receiver  shift 
register  U5  as  a  0,  and  a  4-ms  pulse  is  clocked  in 
as  a  1.  This  continues  until  all  8  pulses  from  the 
local  unit  have  been  received. 

Throughout  the  time  that  the  RZ  code  is 
being  shifted  into  the  data  register  in  this  way,  U2A 
is  continually  being  retriggered  by  each  falling 
edge  of  DATA.  Thus,  U3B  is  held  clear  until  U2A 


Read  begins  here 


TBO 


OFF 


\i - 


Receiver  enabled 
2  ms  after  this  edge 


...S 


L  4*- 


15  ms 


5  ms  5  ms 


h _ y— 

ms  v  ^  / 


SO  SI  S2 

>  States  of  +16  c 


SS  $6  RZ  CODE.  46  n 


10ms 

$9  S11 


S15 


LIGHT  SIGNAL  FROM  CONTROLLER  LED 


Figure  14.  Light  pulse  sequence  from  controller  during  communication  of  command  to/from  remote  transmitter  unit. 


19 


5  io" 


~U 


H  20 


i — i — i — i — i — i — i — i — i — i — i — r 

25  30  35  40  46  50  55  00  66  70  75  80 

TBO  TB1  TB2  TB3  TB4  TB5  TB6  TB7 


mxmxn 


i — i — i — i — i — i — i — i — r 

86  90  95  100  106  110  115  120  125 


TIME,  im 


CONTROLLER  LEO  DRIVE 


THIS  IS  WITHIN  TOLERANCE. 

2.  FOR  CONVENIENCE.  THE  DRIVE  WAVEFORM  FOR  THE  CONTROLLER 
LED  IS  REPEATED  AT  THE  TOP  OF  THE  DRAWING.  THE  LAST  BIT. 
TB7.  IS  NOT  USED  AND  IS  ALWAYS  4  rra  LONG. 


Figure  15.  Detailed  view  of  logic  timing  of  remote  unit  during  reception/transmission  of  command  and  monitor  data. 


times  out  10  ms  after  the  last  falling  edge  of  the  RZ 
code.  The  receiver  is  now  disabled  with  the  8  bits 
stable  at  the  output  of  U5.  A  pulse  for  strobing  the 
data  into  the  latching  relays  is  produced  by  U6A 
and  associated  parts;  also,  U3B  is  once  again 
enabled.  Observe  that  the  last  bit  of  the  RZ  code  is 
followed  by  a  15-ms  low,  giving  sufficient  time  for 
all  these  actions  to  occur.  The  controller  LED  is 
then  taken  high  for  10  ms,  then  dropped,  initiating 
the  READ  sequence  described  above. 

2.6  Batteries  and  Charging  Circuit 

Transmitter  power  is  furnished  by  NiCd 
button  cells  which  have  no  over-pressure  vent  and 
are  hence  intrinsically  vacuum-proof.  These  cells 
are  accommodated  in  a  compartment  attached  to 
the  cover.  Fully  charged  cells  will  power  the  entire 
transmitter  for  approximately  1.5  hrs.  Standby 
time,  when  only  the  logic  is  powered,  is  a  matter  of 
weeks. 

The  batteries  are  charged  by  a  front- 
panel  jack.  Applying  28  to  32  Vdc  to  this  jack 


energizes  the  disconnect  relay  and  powers  the 
charging  circuit,  shown  at  lower  left,  figure  9.  When 
the  charging  bus  is  not  powered — as  during  a 
shot — the  relay  drops  out  and  disconnects  the 
charging  lines  from  the  interior  of  the  transmitter. 
This  circuit  is  installed  partly  in  a  shielded 
enclosure  just  behind  the  charging  connector  and 
partly  on  a  printed  circuit  board  mounted  vertically 
behind  that.  These  circuits  are  at  the  upper  right  in 
figure  16. 


The  purpose  of  relay  K9  is  to  decouple 
the  battery-charging  links  from  the  transmitter  as 
completely  as  possible  except  while  charging.  As 
drawn,  the  decoupling  to  the  case  interior  is  ex¬ 
treme:  first,  the  filters  of  LI  ,L2  and  Cl  ,C2,  then  the 
small  (~1  pF)  capacitance  across  the  relay  con¬ 
tacts,  and  finally  C3,C4  and  filter  feed-through  FT  1 , 
FT2.  It  is  possible  that  it  might  be  more  desirable  to 
eliminate  Cl  and  C2  so  that  the  charging  cable  will 
not  only  be  decoupled  from  the  transmitter  interior, 
but  will  also  be  connected  to  the  transmitter  case 
by  only  a  relatively  few  picofarads. 
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Figure  16.  Top  view  of  remote  signal  transmitter.  Shielded  enclosure,  upper  right,  is  charging  decoupler  circuit. 


Q1 ,  Q2  and  associated  components  form 
current  sources  to  limit  charging  to  the  required  14 
hr  rate  and  CR1.CR2  prevent  reverse  polarity  cur¬ 
rent  and  battery  discharging. 

Q3  and  Q4  switch  the  positive  power  sup¬ 
ply  in  response  to  the  control  signals  received  by 
detector/LED  CR2.  The  negative  supply  goes  only 
to  the  laser  circuits  and  is  switched  by  Q3  (of  the 
laser  card)  in  response  to  the  +15  V  supply. 

The  purpose  of  the  comparator  circuitry 
at  the  lower  right  of  figure  9  is  twofold:  it  provides 
the  low-battery  warning  which  is  sent  to  the  con¬ 
troller  by  the  optical  control  link  and  it  prevents  the 
transmitter  analog  circuits  from  being  turned  on  if 
the  batteries  are  critically  low.  The  latter  is  done  by 
crowbarring  the  turn-on  signal  applied  to  U6E  by 
either  or  both  diodes  CR16.CR18. 

The  heater  and  thermostat  are  used  only 
in  conjunction  with  a  special  low-temperature  in¬ 
sulation  system  and  are  discussed  later  (sect.  6.1). 


3.  CONTROLLER  LOGIC 

Drive  to  the  controller  LED  (CR3  of  fig.  13)  is 
supplied  either  by  the  LED  enable  flip  flop  U16B  or 
by  the  RZ  code  generator.  The  sequence  required 
at  this  LED  to  elicit  proper  function  of  the  REMOTE 
UNIT  logic  is  shown  in  figure  14.  States  of  the  +  16 
counter  discussed  below  are  shown  as  SO, 
S1....S15.  Assuming  that  the  LED  is  initially  en¬ 
abled,  i.e.,  remote  power  on,  the  preamble  to  the 
RZ  code  consists  of  a  5-ms  low,  15-ms  high,  and 
5-ms  low.  After  this,  at  6-ms  intervals,  the  RZ  code 
generator  emits  8  pulses  either  2  or  4  ms  wide, 
depending  on  whether  the  bit  in  question  is  0  or  1 . 
After  the  RZ  code  ends  the  LED  drive  remains  low 
for  15  ms,  followed  by  a  10  ms  high.  The  LED  signal 
is  then  taken  low  and  the  local  data  receiver  en¬ 
abled  to  await  readback  of  data  from  the  remote 
unit.  After  the  data  have  been  received,  the  circuit 
will  revert  to  its  initial  state.  If  data  are  not  re¬ 
ceived,  the  circuit  will  revert  to  its  initial  state  and 
indicate  that  a  fault  has  occurred.  This  comprises 
the  result  of  a  SEND  command  when  the  remote 


unit  is  powered  up.  In  all,  four  sequences  are  pos¬ 
sible: 

(1)  SEND  with  REMOTE  POWER  ON 

(2)  SEND  with  REMOTE  POWER  OFF 

(3)  READ  with  REMOTE  POWER  ON 

(4)  READ  with  REMOTE  POWER  OFF 

If  sequence  2  is  selected,  the  LED  will  be  initially 
off,  so  a  5-ms  high  is  inserted  at  the  beginning  of 
the  SEND  sequence.  (Actually,  this  is  part  of  se¬ 
quence  1,  but  appears  there  merely  as  a  delay  in 
dropping  the  LED.)  Sequences  3  and  4  are 
generated  by  skipping  the  first  part  of  the  SEND  se¬ 
quence  as  shown  in  figure  14. 

The  general  arrangement  of  the  controller 
logic  is  as  follows:  a  1-kHz  two-phase  clock  is  divid¬ 
ed  by  5  to  establish  a  5-ms  clock.  This  increments  a 
t  16  counter,  which  acts  as  a  control  state 
counter,  variously  enabling  the  LED,  the  RZ  code 
generator,  and  the  data  receiver.  To  avoid  adding 
more  counters  and  decoders  to  define  the  entire 
sequence,  the  counters  are  not  incremented  when 
either  the  RZ  code  generator  or  the  receiver  are 
enabled.  When  the  4-  16  reaches  its  maximum 
count,  both  counters  are  again  disabled.  At  this 
time,  new  data  may  be  loaded  into  the  RZ 
generator  and  remote  power  ON/OFF  commands 
will  be  executed.  Enabling  the  counters  begins  a 
new  SEND  sequence;  READ  is  initiated  by  jamming 
the  4-  16  to  the  appropriate  state. 

Normally,  the  circuit  will  be  awaiting  com¬ 
mands  with  U5,  the  4-  5  counter  in  state  1100  and 
U7  in  state  1111.  Note  that  the  COUT  of  U7  is  low, 
so  on  every  ,  trailing  edge  the  0  will  be  clocked 
through  U17B  to  one  input  of  U15A,  inhibiting  the 
clock  to  the  4-  5  so  neither  counter  can  advance. 
Note  that  the  Q  of  U17B,  now  high,  enables  the 
parallel  inputs  to  the  RZ  code  generator  shift 
registers  U 1 1  through  U13.  Furthermore,  the 
decoder  U8  is  enabled,  consequently  enabling  $2 
clock  to  U16B.  The  D  input  to  U16B  is  a  debounced 
REMOTE  POWER  ON/OFF  command,  so  that  at 
this  time  the  LED  will  be  enabled  for  ON  or  disabled 
for  OFF.  The  SEND  sequence  is  initiated  by  an 
over-riding  SET  to  U17B.  (This,  generated  by  U18B 
and  U14C.  must  be  made  long  enough  to  allow 
U5  to  finish  counting  to  1 1 1 1  and  clock  U7  to  0000, 
so  that  the  output  of  the  sequence  enable  FF  U 1 7B 


will  stay  true.)  When  U 1 7B  sets,  the  parallel  data  in¬ 
puts  are  disabled  and  clock  to  both  counters 
resumes.  Waveforms  associated  with  the  4-  5 
counter  and  with  the  receiver  enable  sequence  are 
shown  in  figure  17.  This  is  a  4-  1 5  up-counter  with 
feedback  to  preset  1010  on  the  $2  pulse  following  a 
carryout.  Race  is  avoided  by  sensing  COUT  =  0  on 
state  1 1 1 1  at  the  trailing  edge  of  $r  Gating  this  with 
$2  produces  the  preset  enable  (PE)  pulse,  which 
sets  1010,  causing  COUT  to  go  high.  The  next 
trailing  edge  causes  U16  to  change  state, so  that 
PE  stays  low  until  U5  once  again  reaches  max¬ 
imum  count. 

Note  that  the  4-  16  counter  U7  is  incremented 
on  the  leading  edge  of  the  U5  COUT,  and  its 
decoder,  U8,  enabled  from  the  low  state  of  the  third 
LSB  of  the  4-  5  counter.  Decodes  go  true  (high)  on  a 
$2  leading  edge  and  go  false  1.5  ms  later  on  a 
leading  edge.  We  shall  return  to  this  point  in  the 
receiver  description. 

Decoded  states  SO,  S2,  and  S9  are  ORed 
together  to  set  U16B  while  Si ,  S4,  and  Si  1  provide 
resets.  Thus,  when  the  counters  are  enabled,  U16B 
is  set  by  SO  (if  it  is  not  already  set);  5  ms  later,  Si 
goes  true,  resetting  U16  and  turning  off  the  LED. 
After  5  more  ms,  S2  sets  U16,  which  stays  true  un¬ 
til  S5  resets  it  15  ms  later  still,  again  turning  off  the 
LED. 


After  a  wait  of  5  ms,  S6  goes  true,  clocking  a  1 
through  U10A,  the  RZ  enable  FF.  This  disables  both 
counters  by  setting  the  CIN  of  the  4-  5  high,  and  at 
the  same  time  enables  U10B  as  a  toggle  flip-flop 
providing, 500-Hz  (2-ms)  clocks  to  the  RZ  registers. 
This  shift  register  was  previously  parallel-loaded 
with  16  fixed  bits  and  8  data  bits  B0-B7  in  the 
following  sequence  starting  from  the  output:  0,  1, 
B0 — 0,  1,  B j — 0 ,  1,  B7.  Also,  SER  IN=0.  Therefore, 
as  the  clock  from  U10B  is  applied  to  the  shift 
register,  8  bits  of  pulse-width-coded  data  emerge 
from  the  register  at  the  Q8  terminal  of  U13.  This 
signal  is  inverted  and  (low-true)  ORed  (in  NAND 
U2D)  with  the  low-true  output  of  the  LED  control  FF 
U16B.  When  the  last  three  stages  of  the  shift 
register  are  empty,  and  is  true,  the  output  of 
U15B  goes  true,  resetting  U10A.  This  disables  the 
shift-out  clock  and  enables  both  the  4-  5  and  4-  16 
counters. 


22 


About  15  ms  later,  S9  sets  U16B  high,  lighting 
the  LED  for  10  ms  until  reset  frotn  S1 1 .  The  leading 
edge  of  S11  drops  the  LED  and  also  jams  the 
received  bit  counter  U31  to  state  1000.  The  jam  to 
U31  is  released  on  the  trailing  edge  of  Si  1 ,  which 
also  triggers  the  one-shot  U30B,  the  output  of 
which  is  clocked  through  U32A  to  disable  the  state 
counters  U5  and  U7  and  enable  the  receiver  clock 
one-shot  U30A.  As  pulse-width-modulated  (PWM) 
data  arrive  from  the  comparator  they  are  clocked 
into  the  receiver  shift  register  U33A.  The  trailing 
edge  of  the  8th  received  bit  causes  thereceived  bit 
counter  to  reach  0000,  causing  its  COUT  to  fall. 
This  inhibits  further  data  pulses  from  either  trigger¬ 
ing  U30A  or  clocking  U31 .  If  8  pulses  have  not  been 
received  within  the  timeout  of  USOB.Jhe^ycle  will 
complete  in  any  caste^xcept  that  COUT  will  be 
high.  The  state  of  COUT  is  clocked  into  U32B  when 
U30B  times  out,  and  buffered  to  the  computer  in¬ 
terface  and  to  a  front-panel  LED  to  indicate  a  faulty 
read. 


The  above  description  of  the  remote  control 
circuit  has  thus  far  ignored  what  actually  is  sent  to 
the  remote  unit  and  what  is  received  from  it  by  way 
of  status  data.  In  the  order  that  they  emerge  from 
the  controller  shift  register,  the  eight  transmit  bits 
are  assigned  as  follows: 


TBO  3-dB  attenuator 

TB1  6-dB  attenuator 

TB2  12-dB  attenuator 

TB3  24-dB  attenuator 

TB4  Input  select,  LSB 

TB5  Input  select,  MSB 
TB6  Calibrator  power 

TB7  Spare 


The  logic  convention  is  positive-true:  i.e.,  TBO  =  1 
inserts  the  3-dB  attenuator. 
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The  status  word  readback  from  the  FO 
transmitter  is  similar  but  not  identical: 


RBO  3-dB  attenuator  status 

RBI  6-dB  attenuator  status 

RB2  12-dB  attenuator  status 

RB3  24-dB  attenuator  status 

RB4  Input  selected,  LSB 

RB5  Input  selected,  MSB 

RB6  Calibrator  power 

RB7  Low  battery 

As  mentioned  above,  the  readback  circuitry  in  the 
transmitter  inverts  data,  so  that  the  word  at  the  out¬ 
puts  of  the  receiver  shift  register  U33  is  negative 
true:  the  MOS/TTL  buffers  U37,  U38,  and  U41  in¬ 
vert  the  signals  once  again  so  that  the  logic  con¬ 
vention  at  J1  is  again  positive. 

In  addition  to  RBO  through  RB7,  two  other 
pieces  of  status  information  called  RB8  and  RB9 
are  generated  in  the  controller.  RB8  is  high  if  the 
value  of  received  photocurrent  indicates  that  the 
laser  is  actually  turned  on  and  that  it  is  being 
received  by  the  optical  analog  receiver.  This  can  be 
useful:  for  example,  if  REMOTE  POWER  has  been 
commanded  ON  and  READ  invoked,  a  successful 
READ  showing  NO  LASER  on  RB8  would  suggest 
either  a  fault  in  the  analog  section,  a  broken  optical 
fiber,  or  would  verify  a  LOW  BATTERY  indication  by 
making  it  clear  that  the  automatic  shutdown  circuit 
had  detected  battery  below  tolerance  and  turned 
off  power  to  the  transmitter's  analog  circuits.  This 
GO-NO  GO  indication  is  made  available  only  to  the 
computer  interface:  for  manual  operation,  the  ac¬ 
tual  photodiode  current  is  indicated  by  a  front- 
panel  meter.  RB9  indicates  whether  the  expected  8 
bits  were  received  by  the  control  unit  receiver  dur¬ 
ing  the  READ  cycle.  A  failure  to  receive  the  entire  8 
bits  would  mean  that  the  data  in  the  receiver  shift 
register,  U33,  were  not  updated  and  that  quite 
possibly  all  bits  RBO  through  RB7  are  incorrect. 
Such  failure  is  indicated  by  lighting  of  the  READ 
ERROR  LED  on  the  front  panel  and  by  appropriate 
data  at  the  computer  interface.  The  status  of  other 
functions  is  made  available  by  U37,  U38,  and  U41 
as  TTL  signals  to  the  computer  interface  by  J1  and 
as  front-panel  LED  indications  by  the  associated 
drivers  (U39,  Q3  through  Q9)  and  LED's  (DS4 
through  DS14). 


4  ANALOG  OPTICAL  RECEIVER 

The  analog  receiver  is  pictured  in  figure  1 8  and 
its  operational  arrangement  is  summarized  by  the 
block  diagram  of  figure  19.  One  may  see  from  the 
diagram  that  the  modulated  laser  beam  emerges 
from  the  fiber  and  is  incident  upon  the  optical 
system  which  relays  the  light  to  a  fast  photodiode. 
The  photocurrent  is  amplified  by  a  two-stage  wide¬ 
band  amplifier  and  is  brought  out  to  the  front-panel 
SMA  output  connector.  An  AGO  scheme  compen¬ 
sates  for  temperature  effects  on  the  detector  and 
also  for  variations  in  the  received  optical  signal 
resulting  from  fiber  and  fiber-connector  losses. 

4.1  Optical  System 

Although  a  readily  recognizable  fiber 
connector  is  seen  on  the  front  panel,  no  fiber-to- 
fiber  connection  is  used  at  the  receiver.  The  func¬ 
tion  of  the  front-panel  connector  is  merely  to  hold 
the  fiber  termination  rigidly  in  place  at  the  focal 
point  of  the  first  lens,  as  can  be  seen  in  the  sketch 
of  the  optical  input  system  at  the  left  side  of  figure 
20.  The  first  lens  is  one  focal  length  from  the  fiber 
end;  the  second,  one  focal  length  from  the  detec¬ 
tor.  The  distance  between  the  lenses  is  not  critical 
because  the  rays  are  practically  parallel  in  this 
region.  The  fiber  is  imaged  at  unity  magnification 
within  the  active  area  of  the  detector.  The  fiber 
core,  50  or  60  *  10-6  m  in  diameter  is  smaller  than 
the  diameter  of  the  active  area  of  the  photodiode 
by  a  factor  of  more  than  12,  so  that  considerable 
tolerance  to  misalignment  or  defocus  is  inherent.  A 
magnifying  relay  may  be  used  if  desired.  It  is. 
however,  important  for  the  control  of  modal  noise 
that  no  rays  emitted  from  the  fiber  end  miss  the 
detector  area.  Therefore,  the  numerical  aperture 
(N.A.)  of  the  system  must  be  greater  than  the  fiber 
N.A.  of  0.2,  so  that  each  lens  must  have  a  larger 
relative  aperture  than  roughly  f2.4.  At  such  a  large 
relative  aperture  it  is  absolutely  necessary  to  cor¬ 
rect  the  spherical  aberration  of  the  lenses.  This 
consideration  makes  necessary  the  use  of 
achromatic  lenses.  Achromatism  per  se  is  not  re¬ 
quired  in  this  monochromatic  system;  however, 
well-designed  achromatic  doublets  are  highly  cor¬ 
rected  for  spherical  aberration.  The  required 
neutral  density  and  anti-Cerenkov  bandpass  filters 
are  inserted  between  the  lenses  where  the  rays  are 
nearly  parallel. 
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Figure  18.  High  frequency  optical  receiver.  Lens  assembly  at  middle  left,  APD  near  center,  bias  control  at  right. 
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Figure  19.  Block  diagram  of  high  frequency  optical  receiver. 
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4.2  Photodetector 

The  photodiode  selected  for  this  applica¬ 
tion  is  a  silicon  avalanche  photodiode  (APO)  made 
by  RCA.  The  construction  adopted  by  RCA  results 
in  a  photodiode  having  equal  rise  and  fall  times. 
Most  PIN  detectors  exhibit  a  two-component  fall 
time  (tailing)  unsuitable  for  this  application.  The 
output  current  from  the  APD  is  amplified  to  the  few 
hundred  millivolts  level  by  a  two-stage  amplifier 
constructed  from  standard  Avantek  parts.  The  APD 
is  the  bandwidth  limiting  element  of  the  system, 
establishing  the  upper  3-dB  point  at  350  to  400 
MHz.  Using,  for  instance,  a  BPW-28  APD  in  the 
receiver  the  total  system  bandwidth  was  over 
600  MHz,  but  the  active  area  of  this  diode  was  so 
small  as  to  create  serious  optical  alignment  prob¬ 
lems. 

4.3  Automatic  Gain  Control 

Because  the  gain  of  the  APD  varies  with 
applied  voltage  bias,  it  is  possible  to  make  a  useful 
AGC.  Q2  and  associated  components  provide  a 
constant-average-current  bias  to  the  APD  on  the 
presumption  that  if  the  average  signal  level  rises  or 
falls  on  a  long-term  basis,  so  does  the  modulation 
in  the  same  proportion.  For  ac  coupled  systems 
which  transmit  short,  one-shot  phenomena,  this  is 
a  good  assumption.  Additional  circuitry  is  included 
to  deal  with  the  current  surges  which  would  exist 
when  turning  the  laser  ON  or  OFF  and  to  allow  a 
higher  maximum  voltage  at  elevated  temperatures. 
U4,  U5,  and  Q,  limit  the  maximum  voltage  applied 
to  the  detector.  This  limiting  is  essential  because 
otherwise  under  dark  conditions  the  current 
regulator  would  apply  damaging  voltage  to  the  APD 
in  its  attempt  to  maintain  the  current,  U5  compares 
the  detector  voltage  at  its  (-)  terminal  to  the 
reference  applied  to  (+).  It  the  detector  voltage  is 
excessive,  Q,  is  turned  off,  and  consequently  02 
U4  and  the  thermistor  correct  the  maximum 
voltage  limit  for  temperature. 

Under  dark  conditions  the  gain  of  the 
APD  will  rise  to  a  maximum.  To  avoid  a  current 
surge  when  the  laser  illumination  suddenly  strikes 
it,  the  circuitry  of  U3  reduces  the  detector  voltage 
under  dark  conditions.  As  soon  as  even  a  small  cur¬ 
rent  flows  through  the  APD,  CR2  unclamps  and 
allows  detector  voltage  and  current  to  be  con¬ 
trolled  normally 


5  RS-232  INTERFACE 


An  RS-232  interface  is  provided  so  a  computer 
can  control  link  functions.  Commands  to  the  link  in¬ 
clude  send,  read  status,  transmitter  power 
ON/OFF,  calibrator  enable,  attenuator  enable,  and 
input  select.  The  computer  also  monitors 
calibrator,  input,  attenuator,  and  battery  status 
through  the  command  link  data  register.  Other 
status  bits  are  allocated  to  command  link  read  er¬ 
ror  and  to  analog  detector  current  threshold 

The  circuitry  of  the  interface  can  be  seen, 
mounted  vertically,  at  the  right-hand  side  of  the 
controller  cabinet,  shown  in  figure  21.  When  the  in¬ 
terface  is  in  use  the  control  inputs  to  the  logic  of 
the  controller  are  connected  to  the  command  out¬ 
put  latch  rather  than  to  the  manual  switches  on  the 
front  panel.  The  LED  indicators  on  the  front  panel 
remain  operational  at  all  times  and  the  interface 
converts  their  indications  to  the  correct  sequence 
to  be  delivered  to  the  computer. 

The  circuit  diagram  of  the  interface  is  shown  in 
figure  22.  Information  is  received  from  the  com¬ 
puter  through  line  receiver  IC3,  which  shifts  the 
RS-232  voltage  levels  to  a  standard  TTL  level. 
UART  IC12  deserializes  the  data  using  16X  clock 
IC1.  The  parallel  data  come  from  the  R0-R7  lines 
and  are  latched  into  IC6  or  IC7  depending  on  which 
clock  input  is  active  on  those  units.  The  decision  is 
made  as  to  which  latch  gets  the  data  mainly  from 
UART  bit  R6.  The  data  ready  (DR)  line  from  the 
UART's  receiver  is  AND'ed  with  R6  by  IC5A.B.  The 
inverted  signal  from  IC4A  provides  a  one  to  ICA  in 
the  case  that  R6  is  a  zero  so  that  the  “first"  byte  is 
latched  into  IC6.  IC5B  latches  the  data  in  IC7  in  the 
case  that  the  “second”  byte  is  selected.  The  infor¬ 
mation  from  IC4D  (same  as  used  to  clock  IC7)  is 
fed  into  D  flip-flop  IC10.  IC10  functions  as  an  AND 
gate  for  fhe  LINE  signal  and  the  “second"  byte 
select  line.  The  select  information  is  clocked  into 
1C  10  by  16X  clock  IC1 .  This  avoids  a  possible  race 
conditon  with  the  READ  and  SEND  lines  arriving 
the  same  time  as  the  CAL  POWER  line.  The  READ 
and  SEND  will  always  arrive  at  the  output  one-half 
clock  cycle  after  the  data  become  ready  at  the 
UART  (this  is  due  to  the  way  the  UART  functions). 
To  avoid  receive  buffer  overruns  in  the  UART,  it 
is  advisable  to  reset  the  data  ready  signal  after  a 
byte  has  been  received.  This  is  done  using  IC1 1A 
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When  the  command  has  been  given  to  latch  infor-  biguous  condition  in  an  RS  flip-flop  in  the  control 
mation  into  the  buffers,  either  by  IC5A  or  IC10B,  a  logic).  These  two  circuits  were  provided  with  a 
pulse  from  one-shot  IC11A  is  applied  to  the  DRR  diode-resistor  pullup  pair  for  working  in  LINE  mode; 
pin  on  the  UART,  resetting  the  DR  line.  in  local  mode,  the  diode  is  reverse  biased  by  the 

CMOS  line/local  signal  from  the  front  panel,  thus 
The  three-state  information  from  IC6,  IC7,  and  disabling  the  pullup  and  allowing  the  pulldowns  on 
the  two-state  information  from  IC5  is  fed  into  a  tran-  the  controller  card  to  take  effect, 
sistor  stage  for  conversion  from  TTL  levels  to  12 -V 
CMOS  levels.  When  the  information  is  three  state, 

a  1-M  resistor  pulls  the  data  up  to  the  5-V  level,  thus  Now  to  go  in  the  reverse  direction.  When  a 
initiating  a  high  level  or  an  open-collector  condition  SEND  or  a  READ  is  initiated,  the  BUSY  line 
in  the  transistor.  When  a  low  level  is  input,  the  col-  becomes  active.  When  it  once  again  becomes  in¬ 
lector  of  the  transistor  is  forced  to  a  near-ground  or  active,  the  link  has  supposedly  completed  the 
zero  condition.  An  exception  for  the  POWER-ON  designated  operation  and  there  is  fresh  information 
and  POWER-OFF  signals  had  to  be  made  since  in  the  link  in  the  controller's  shift  register.  The 
they  cannot  be  used  in  an  open-collector  mode  (the  BUSY  line  fires  one-shot  IC1 2A,  which  resets  D  flip- 
high  signal  on  both  outputs  would  cause  an  am-  flop  IC10A,  which  selects  IC8,  or  the  "first"  byte  of 


30 


00404$ 

IC15F 


+  5  +5 


> 


STATUS  DATA  AT 
TTL  LtVtLS  FROM 
Jl  ON  CONTROLLER 
BOARD 


R4 

30k 


6 


2- 


R2I-R26 
10k  (oil) 


J2 

<6  3d8 


C0409 

XCI5  R27-R3I 


-<5 

-<8 

-<I6 


<15 

<3 


60S 

l2dB 

24  dB 

INPUT  LSB 
INPUT  MSB 


CAL  PWR 
SEND 
READ 
PWR  ON 


PWR  OFF 

LINE 

GND 


I  COMMANDS  AT  CMOS  LEVELS 
'v  TO  CONTROLLER  VIA  Jl  ON  FRONT 
r  PANEL  INTERCONNECT  SEE 
I  CONTROLLER  SCHEMATIC 


IC4 


C040106 


ON  Jl 

——<16  LINE 


STATUS  DA'lA  AT  TTL  LEVELS 
FROM  Ji  ON  CONTROLLER  BOARD. 


information  to  the  UART’s  inputs.  One-shot  IC12A 
also  fires,  in  turn,  IC1  IB,  which  instructs  the  UART 
to  load  the  input  data  by  TBRL,  After  the  serial  data 
is  sent  from  the  UART,  the  TRE  line  goes  high, 
clocking  a  one  into  IC10.  This  selects  IC9,  or  the 
"second”  byte  of  status  information,  and  sets  B6 
on  the  UART  to  a  one.  This  fires  one-shot  IC12B, 
which  refires  IC1  IB  and  instructs  the  UART  to  send 
a  second  byte  of  data.  The  BUSY  line  is  also  made 
available  to  the  data-terminal-ready  (DTR)  line  on 
the  RS-232  connector  to  show  that  the  link  is,  in 
fact,  busy.  This  need  not  be  used  if  no  information 
is  sent  to  the  link  before  information  is  received 
from  the  link.  R2,  C4,  and  IC4E  provide  power-on 
reset  to  the  UART.  The  RS-232  interface  is  hard¬ 
wired  to  operate  with  8  data  bits,  no  parity  bit,  and 
one  stop  bit.  The  16X  clock  is  set  to  produce  a 
transmission  and  reception  rate  of  1200  baud. 

6.  TRANSMITTER  TEMPERATURE  CONTROL 

The  entire  system  (transmitter  and  receiver) 
will  operate  without  special  provision  over  the  nor¬ 
mal  temperature  range  associated  with  laboratory 
equipment,  10  to  50  C  or  more.  The  only  com¬ 
ponents  having  an  uncommonly  great  temperature 
sensitivity  are  the  APD  and  the  laser  and  both  are 
feedback  stabilized. 

For  use  in  space  simulators,  where 
temperatures  may  approach  those  of  the  liquid- 
nitrogen  cooled  cryobaffles,  special  arrangements 
were  necessary:  a  thermostat-controlled  heater  is 
placed  in  the  transmitter  housing  and  a  separate 
highly  insulated  enclosure  is  slipped  over  the 
transmitter  case. 


6. 1  Heater 

The  heater  and  its  klixon-type  thermostat 
can  be  seen  in  the  Power  System  card  in  figure  9. 
The  heater  consists  of  two  50-ohm  resistors,  one  of 
which  can  be  seen  underneath  the  balun  in 
figure  7.  The  klixon-type  thermostat  operates  the 
heater  when  the  temperature  falls  below  about  15 
C. 


Obviously,  the  batteries  cannot  operate  the 
heater  so  it  is  isolated  by  CR1 ,  CR2  and  will  operate 
only  when  the  charging’ line  is  energized. 

6.2  Insulating  Enclosure 

Figure  23  is  an  insulating  enclosure  into 
which  the  transmitter  is  placed  for  operation  at  ex¬ 
tremely  low  temperatures.  The  enclosure  is  made 
like  a  thermos  bottle.  The  outside  of  the  inner  box 
and  the  inner  wall  of  the  outer  box  are  both  buffed 
aluminum  in  order  to  minimize  emission.  These  two 
boxes  are  mechanically  attached  to  one  another  by 
small  pads  of  foam  insulation  totaling  only  about  2 
to  3  in.2.  This  insulation  is  sufficient  that  only  2  to 
3  W  are  required  to  keep  the  transmitter  at  15  C 
even  when  the  outer  wall  of  the  insulating 
enclosure  is  in  contact  with  liquid-nitrogen  coils.6 
The  temperature  of  the  transmitter  fell  only  a  few 
degrees  an  hour  when  the  charging  power  was 
removed,  and  the  heater  thereby  deenergized;  this 
allowed  plenty  of  time  for  data  taking  without 
significant  temperature  change. 

If  it  is  desired  to  operate  the  heater  without 
battery  charging  it  is  necessary  only  to  reduce  the 
charging  line  voltage  from  the  normal  28  to  32  to 
about  20  V;  this  closes  K9,  energizing  the  heater 
circuit,  but  is  insufficient  to  cause  current  flow  in 
the  charging  regulators. 

7  OPTICAL  FIBERS  AND  CONNECTORS 

The  great  bandwidth  of  the  analog  link  requires 
that  a  fiber  having  low  modal  dispersion  be  used. 
Good  quality  graded-index  fiber  such  as  Siecor  1 12 
fulfills  this  requirement.  The  control  link  has  no 
such  constraint;  however,  it  is  likely  more  trouble 
than  it  is  worth  to  specify  a  different  fiber,  par¬ 
ticularly  if  both  are  cabled  together  within  a  com¬ 
mon  sheath.  At  the  transmitter  the  fiber  connection 
is  made  by  means  of  a  Deutsch  immersion  lens- 
type  connector,  as  these  incur  far  less  modal  noise 
than  any  butt  connector.  These  connectors  can 

6  James  C.  Blackburn  et  at.  Wideband  Analog  Fiber  Optic 
Signal  Link  for  the  Space/Radiation  Simulator  Environment,  Pro¬ 
ceedings  of  SPIE,  296,  Fiber  Optics  in  Adverse  Environments 
(August  1981),  207-212 
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readily  be  made  vacuum-tight,7  and,  in  principle,  be 
used  to  penetrate  the  tank  wall.  However,  even 
less  modal  noise  can  be  expected  if  penetration  is 
achieved  without  using  demountable  connectors. 
At  the  receiver,  a  Siecor  connector  is  preferred  as 
it  features  precise,  rigid,  fiber  location.  The  control 
link  employs  Siecor  connectors  chiefly  because 
they  were  fitted  to  the  fibers  at  the  factory,  but  any 
connector  of  good  quality  will  do  as  well.  That  por¬ 
tion  of  the  fiber  optic  cable  exposed  to  the  x-rays 
and  to  the  spacecraft  charging  electron  spray  will 
be  protected  by  a  lead-loaded  plastic  sheath. 


^ James  C  i ’Blackburn ,  High  Vacuum  Bulkhead  Feed- 
Through  for  Optical  Fibers.  Applied  Optics.  19,  (September  1 5. 
1980).  3035 


8.  TESTING  AND  SPECIFICATION 

The  system  was  finished  in  late  1980  and  has 
been  used  frequently  since,  much  of  the  time  in 
tests  designed  to  check  its  performance,  par¬ 
ticularly  in  regard  to  radiation  hardness.  It  has  also 
been  evaluated  by  the  accidental  hard  knocks 
method,  both  in  regard  to  physical  and  electrical 
stamina.  No  failures  occurred,  except  in  fiber  optic 
cable  connectors,  nor  have  any  readjustments 
been  required  except  for  some  temporary  fixes  to 
compensate  for  aefective  optical  connectors. 

The  results  of  the  most  extensive  single  perfor¬ 
mance  test  were  published  in  1981 .  The  transmitter 
was  simultaneously  exposed  to  the  temperature  of 


Figure  23.  Thermal  insulating  enclosure  for  use  with  remote  transmitter  at  cryogenic  temperatures. 


liquid  nitrogen,  vacuum,  and  a  fluence  of  1012 
elec/cm2  of  1000-keV  electrons.  No  effect  was  visi¬ 
ble  under  this  onslaught. 

Data  obtained  with  the  HIFX  flash  x-ray  deter¬ 
mined  that  radiation-induced  noise  equal  to  normal 
system  noise  was  produced  when  the  transmitter 
was  exposed  to  ~108  rad/s  of  ~1  MeV  gamma 
radiation. 

Optical  fibers  are  affected  by  radiation  and 
thus  must  be  chosen  carefully  if  they  are  to  be  ex¬ 
posed  to  ionizing  radiation.  The  general  subject  of 
fiber  performance  is  too  extensive  to  be  covered 
here,  and  also  changes  rapidly  with  new 
developments.  Oldham  et  al8  report  some  work 
done  specifically  in  support  of  this  system. 

Since  impedance  matching  and  common¬ 
mode  rejection  were  felt  to  be  critical  the  baluns 
were  extensively  tested  to  assure  adequate  perfor¬ 
mance.  The  test  methods  and  results  are  given  by 
Vanderwall.1  Input  reflections  were  smaller  than  5 
percent  in  a  4-GHz  TDR.  Common-mode  rejection 
was  greater  than  50  dB  up  to  50  to  100  MHz  and 
decreased  to  somewhat  more  than  30  dB  at 
500  MHz. 


Other  pertinent  electrical  specifications  not 
already  mentioned  include: 

Rise  and  fall  time:  <5  1  ns  with  <  5-percent 
preshoot  or  overshoot. 

Receiver  output:  ~200  mV  into  50  ohms 
(for  full  signal  input) 

Calibrator:  adjustable,  normally  set  to  pro¬ 
duce  output  equivalent  to  ±25  mV  at  input  (with 
zero  attenuation).  May  be  reduced  in  calibrated 
3-dB  steps  via  remote  control. 


1  Jonathan  Vanderwall ,  An  Improved  Baiun  tor  the  SXTF 
Fiber  Optics  Link.  Proceedings  of  the  Fiber  Optics  in  the 
Nuclear  Environment  Symposium.  Ftarry  Diamond  Laboratories. 
March  1980.  Vol  II.  Radiation  Physics  IONA  5308P-2). 

°  Timothy  Ft  Oldham,  et  al.  Selection  ot  an  Optical  Fiber  tor 
the  Radiation  Environment  ot  the  Satellite  X-Ray  Facility.  Harry 
Diamond  Laboratories.  HDL  TM-80-22  (July  1980). 


Dynamic  range:  <35  dB;  lower  end  of 
dynamic  range  is  noise  level,  as  measured  by 
tangential  method  with  500-MHz  bandwidth.  Upper 
end  of  dynamic  range  is  the  maximum  signal  input 
for  which  all  harmonics  are  below  fundamental  by 
as  much  as  fundamental  is  above  noise  level. 

Bandwidth:  <20  kHz  (limited  by  balun)  to 
>350  MHz  (-3  dB)  (limited  by  APD). 

Physical  specifications  of  transmitter: 

Weight:  2-1/6  lb  with  batteries 

Dimensions:  6-1/8  x  3-1/2  x  3.3/8  inches 
without  insulating  enclosure;  with  insulation,  6-5/8 
x  4-1/2  x  4-3/8  inches. 

Temperature  range:  10  C  to  45  C.  with  in¬ 
sulation  to  below  -200  C. 


9  DISCUSSION 

The  chief  limitation  on  system  performance  is 
that  set  by  noise,  which  establishes  the  floor  of  the 
dynamic  range.  The  principal  source  is  modal 
noise,  engendered  by  the  highly  monochromatic 
laser  used  in  the  link.  The  advantages  of  this  laser 
are  its  exceptional  linearity  and  low  drive  power  re¬ 
quirements.  Even  at  this  writing  (mid-1982) 
multimode  lasers,  though  effective  at  reducing 
modal  noise,  do  not  approach  the  low  threshold 
current  of  these  single-mode  lasers.  Nor  is  great 
linearity  inherent  in  multimode  lasers;  selection  is 
necessary.  Despite  the  increased  cost  of  such 
selection,  their  adoption  might  prove  worthwhile  in 
reducing  modal  noise,  particularly  if  multiple  fiber- 
to-fiber  connections  are  needed,  as  for  tank 
penetrations.  Arnold  and  Petermann9  show  that 
lasers  oscillating  in  several  longitudinal  modes, 
such  as  the  V-groove  structure,  also  have  the 
potential  for  a  lower  intrinsic  noise  than  that  of  the 
single-mode  laser.  This  advantage  is  realizable  only 
if  the  multiple  modes  are  uniformly  detected;  it  may 
be  nullified  if  material  dispersion  in  log  fiber  lengths 
produces  phase  differences,  at  the  receiver,  be¬ 
tween  the  various  laser  modes.  We  are  currently  in- 

9G  Arnold  and  K.  Petermann.  Intrinsic  Noise  ot  Semicon¬ 
ductor  Laser  m  Optical  Communication  Systems.  Optical  and 
Quantum  Electronics.  12  (1980).  207-219 
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vestigating  the  intrinsic  noise  performance  of  a 
V-groove  laser  in  a  system  optically  similar  to  the 
one  described  here. 

Using  such  a  reduced-coherence  laser  might 
also  permit  an  increase  in  system  bandwidth,  by 
reason  that  the  dither  modulation  could  be  deleted 
so  that  the  full  modulation  bandwidth  of  the  laser 
would  become  available.  This  would  entail  a 
change  to  a  faster  APD  in  the  receiver,  which  in 
turn  forces  far  smaller  tolerances  on  the  optical 
design  than  were  necessary  before.  Thus,  no  direct 
subsititution  of  a  faster  detector  is  possible; 
mechanical  and  optical  redesign  is  required. 

We  have  been  successful  in  much  simplifying 
the  AGC  circuit  for  the  APD,10  eliminating  many  of 
the  components  associated  with  U4  and  U5  of 
figure  20.  Furthermore,  the  no-signal  bias  reduc¬ 
tion  afforded  by  U3  appears  to  be  unnecessary. 
Personal  communication  from  RCA  suggests  that 
the  current  surge  at  laser  turn-on  would  be  too 
small  to  damage  the  detector  diode. 

In  view  of  experience  gained  after  construction 
of  this  transmitter,  ii  appears  that  the  laser  case 
could  be  floated,  and  connected  to  a  positive  sup¬ 
ply,  rather  than  being  grounded.  This  would  allow 
elimination  of  the  negative  battery  supply.  Laser 
case-to-ground  bypassing  adequate  to  eliminate 
parasitics  is  difficult  but  appears  realizable. 


10James  C  Blackburn,  A  Fiber  Oplic  Signal  Link  for  use 
with  Microwave  Field  Sensors,  presented  at  the  National  Con¬ 
ference  on  High  Power  Microwave  Technology,  Harry  Diamond 
Laboratories  (March  1983). 


It  should  be  mentioned  that  an  IEEE-488  inter¬ 
face  has  also  been  built  for  this  unit.  This  is  a  more 
modern  design  than  the  RS-232,  using  an  8085 
micro  and  a  TMS  9914  bus  chip  A  meaningful 
description  would  require  a  lengthy  PROM  listing, 
etc.,  and  is  outside  the  scope  of  this  report. 


10.  CONCLUDING  REMARKS 

The  system  has  been  in  use  for  more  than  a 
year  and  a  half  with  no  electronic  problems,  not 
even  a  need  for  adjustments.  In  this  time,  no  laser 
aging  effects  are  evident.  The  only  less-than- 
satisfactory  performance  has  been  that  of  the  op¬ 
tical  fiber  connectors  which,  from  time  to  time, 
have  had  to  be  fiddled  with,  cleaned,  and  even 
replaced.  Fortunately,  the  state  of  connectors  is 
still  improving. 

It  should  be  noted  that  the  compact,  tested, 
and  low-cost  designs  of  the  attenuators,  amplifiers, 
and  control  circuits  make  good  basic  building 
blocks  for  incorporation  into  other  systems  using 
LED's  or  alternate  lasers.  These  circuits  are 
relatively  easy  to  build  in  that  the  component  count 
is  suprisingly  low  and  because  these  components 
attach  directly  to  printed  circuit  boards 

We  are  continuing  to  evalute  niher  lasers  to 
determine  the  most  favorable  trade-offs  between 
modal  and  competition  noise,  speed,  linearity,  and 
availability.  Almost  any  type  of  optical  source  could 
be  substituted  for  the  specified  laser  with  only 
modest  changes  in  the  present  circuitry.  Quite 
possibly,  the  V-groove  structure  will  become  the 
laser  of  choice  for  this  system. 


36 


Literature  Cited 


(1)  G.  A.  Campbell,  Maximum  Output  Networks 
for  Telephone  Substation  and  Repeater  Circuits, 
AIEE  Trans.  39,  Part  1  (January  to  June  1920), 
231-280. 

(2)  Jonathan  Vanderwall,  An  Improved  Baiun  for 
the  SXTF  Fiber  Optics  Link,  Proceedings  of  the 
Fiber  Optics  in  the  Nuclear  Environment  Sym¬ 
posium,  Harry  Diamond  Laboratories,  March  1980, 
II,  Radiation  Physics  (DNA  5308P-2). 

(3)  James  C.  Blackburn  and  Alan  Bromborsky, 
The  Construction  and  Analysis  of  a  Hardened 
Analog  Fiber  Optic  Data  Link,  IEEE  Trans.  Nucl. 
Sci.,  NS-24,  6  (December  1977). 

(4)  R.  E.  Epworth.  The  Phenomenon  of  Modal 
Noise  in  Fiber  Systems,  Proceedings  of  the  9th 
European  Conference  on  Optical  Communication, 
Genoa,  Italy  (1978). 

(5)  Jonathan  Vanderwall  and  James  C. 
Blackburn,  Suppression  of  Some  Artifacts  of  Modal 
Noise  in  Fiber  Optic  Systems,  Optics  Letters,  4,  9 
(September  1979)  295-296. 


(6)  James  C.  Blackburn  et  at,  Wideband  Analog 
Fiber  Optic  Signal  Link  for  the  Space/Radiation 
Simulator  Environment,  Proceedings  of  SPIE,  296, 
Fiber  Optics  in  Adverse  Environments  (August 
1981),  207-212. 

(7)  James  C.  Blackburn,  High  Vacuum  Bulkhead 
Feed-Through  for  Optical  Fibers,  Applied  Optics, 
19,  (September  15,  1980),  3035. 

(8)  Timothy  R.  Oldham,  et  al,  Selection  of  an  Op¬ 
tical  Fiber  for  the  Radiation  Environment  of  the 
Satellite  X-Ray  Facility,  Harry  Diamond 
Laboratories,  HDL-TM-80-22  (July  1980). 

(9)  G.  Arnold  and  K.  Petermann,  Intrinsic  Noise  of 
Semiconductor  Laser  in  Optical  Communication 
Systems,  Optical  and  Quantum  Electronics,  12 
(1980)207-219. 

(10)  James  C.  Blackburn,  A  Fiber  Optic  Signal  Link 
for  use  with  Microwave  Field  Sensors,  presented  at 
the  National  Conference  on  High  Power  Microwave 
Technology,  Harry  Diamond  Laboratories  (March 
1983), 


37 


DISTRIBUTION 


ADMINISTRATOR 

DEFENSE  TECHNICAL  INFORMATION  CENTER 
ATTN  UTIC-DDA  (12  COPIES) 

CAMERON  STATION,  BUILDING  5 
ALEXANDRIA,  VA  22314 

US  ARMY  RSCH  &  STD  GP  (EUR) 

ATTN  CHIEF,  PHYSICS  &  MATH  BRANCH 
FPO  NEW  YORK  09510 

COMMANDER 

US  ARMY  MISSILE  &  MUNITIONS  CENTER 
&  SCHOOL 
ATTN  ATSK-CTD-F 
REDSTONE  ARSENAL,  AL  35809 

DIRECTOR 

US  ARMY  MATERIEL  SYSTEMS  ANALYSIS 
ACTIVITY 
ATTN  DRXSY-MP 
ATTN  DRXSY-PO 

ABERDEEN  PROVING  GROUND,  MD  21005 
DIRECTOR 

US  ARMY  BALLISTIC  RESEARCH  LABORATORY 
ATTN  DRDAR-TSB-S  (STINFO) 

ATTN  DRDAR-BLE 

ATTN  DRDAR-BLB,  W.  VANANTWERP 
ABERDEEN  PROVING  GROUND,  MD  21005 

US  ARMY  ELECTRONICS  TECHNOLOGY  &  DEVICES 
LABORATORY 
ATTN  DELET-DD 
FT  MONMOUTH,  NJ  07703 

HQ  USAF/SAMI 
WASHINGTON,  DC  20330 

TELEDYNE  BROWN  ENGINEERING 

CUMMINGS  RESEARCH  PARK 

ATTN  DR.  MELVIN  L.  PRICE,  MS -44 

ATTN  F.  LEOPARD 

ATTN  I.  FORD 

HUNTSVILLE,  AL  35807 

ENGINEERING  SOCIETIES  LIBRARY 
ATTN  ACQUISITIONS  DEPT 
345  EAST  47TH  STREET 
NEW  YORK  NY  10017 

TEXAS  INSTRUMENTS ,  INC 
ATTN  D.  MANUS 
ATTN  TECHNICAL  LIBRARY 
PO  BOX  225474 
DALLAS,  TX  75265 

BOEING  MILITARY  AIRPLANE  CO 
A  DIV  OF  THE  BOEING  CO 
ATTO  CLETUS  SUTTER 
3801  S  OLIVER  STREET 
WICHITA,  KS  67210 


NATIONAL  COMMUNICATIONS  SYSTEM 
OFFICE  OF  THE  MANAGER 
DEPARTMENT  OF  DEFENSE 
ATTN  NCS-TS 
WASHINGTON,  DC  20305 

DEPARTMENT  OF  ENERGY 
ALBUQUERQUE  OPERATIONS  OFFICE 
ATTN  WSSB 
ATTN  CTID 
PO  BOX  5400 

ALBUQUERQUE,  NM  87115 

DEPARTMENT  OF  COMMERCE 
ATTN  F.  FEHSENFELD 

NATIONAL  OCEANIC  &  ATMOSPHERIC  ADMIN 
ENVIRONMENTAL  RESEARCH  LABORATORIES 
BOULDER,  CO  80302 

DIRECTOR 

DEFENSE  COMMUNICATIONS  AGENCY 
ATTN  DWSE-E,  B.  HOFF 
WASHINGTON,  DC  20305 

DEFENSE  COMMUNICATIONS  ENGINEER 
CENTER 

ATTN  R800,  COL  F.  MAYBAUM 
ATTN  R 1 23  (TECH  LIB) 

ATTN  R400 

ATTN  R401 ,  T.  ELLINGTON 
I860  WIEHLE  AVE 
RESTON,  VA  22090 

DIRECTOR 

DEFENSE  INTELLIGENCE  AGENCY 
ATTN  RTS-2A  (TECH  LIB) 

ATTN  DB-4C  (RSCH,  PHYS  VULN  BR ) 

ATTN  DB  4C2,  D.  SPOHN 
WASHINGTON,  DC  20301 

CENTRAL  INTELLIGENCE  AGENCY 
ATTN  OSWR-NED 

ATTN  OSWR-STD— MTB ,  A.  PADGETT 
WASHINGTON,  DC  20505 

DEPARTMENT  OF  TRANSPORTATION 
FEDERAL  AVIATION  ADMINISTRATION 
HEADQUARTERS  SEC  DIV,  ASE-300 
ATTN  SEC  DIV  ASE-300 
800  INDEPENDENCE  AVENUE,  SW 
WASHINGTON,  DC  20591 

DIRECTOR 

FEDERAL  EMERGENCY  MANAGEMENT  AGENCY 

OFFICE  OF  RES EARCH-NPP 

ATTN  ASSITANT  ASSOCIATED  DIR 

ATTN  STATE  &  LOCAL  PROG.  SUPPORT 

500  C  STREET,  SW 

WASHINGTON,  DC  20472 


DISTRIBUTION  (Cont'd) 


FEDERAL  PREPAREDNESS  AGENCY 
GENERAL  SERVICES  ADMINS I TR AT I ON 
ATTN  ESTE-M  MURTHA 
1 8TH  &  F  STREETS,  NW 
WASHINGTON,  DC  20405 

JOINT  CHIEFS  OF  STAFF 

ATTN  GDI  0  ( J-5  NUC  &  CHEM  DIV ) 

ATTN  J-3  RM  2D874 

ATTN  C3S  EVALUATION  OFFICE  (HDOO) 
WASHINGTON,  DC  20301 

DIRECTOR 

NATIONAL  SECURITY  AGENCY 
ATTN  TDL 

ATTN  S-232,  D.  VINCENT 
ATTN  R-52,  O.  VAN  GUNTEN 
FT  MEADE,  MD  20755 

DIRECTOR 

DEFENSE  NUCLEAR  AGENCY 
ATTN  STNA 
ATTN  TITL 
ATTN  RAEV 

WASHINGTON,  DC  20305 

COMMANDER 
FIELD  COMMAND 
DEFENSE  NUCLEAR  AGENCY 
ATTN  FCPR,  J.  T.  MCDANIEL 
ATTN  FCTX 

ATTN  FCTT,  W.  SUMMA 
ATTN  FCTO 

ATTN  FCLMC ,  H.  R.  PUTNAM 
ATTN  FCTT,  G.  GANONG 
ATTN  FCTT 
ATTN  FCTP 

KIRTLAND  AFB,  NM  87115 

COMMANDER 
FIELD  COMMAND 
DEFENSE  NUCLEAR  AGENCY 
ATTN  FC-1 
LIVERMORE  BRANCH 
PO  BOX  808  L-317 
LIVERMORE,  CA  94550 

CHIEF 

FIELD  COMMAND  TEST  DIRECTORATE 
DEFENSE  NUCLEAR  AGENCY 
ATTN  FCTC 

TEST  CONSTRUCTION  DIVISION 
MERCURY,  NV  89023 

COMMANDER 

FIELD  COMMAND/DNA 

ATTN  MS-635  FC-2 

LOS  ALAMOS  BRANCH 

LOS  ALAMOS  NATIONAL  LAB/WP  DNA 

LOS  ALAMOS,  NM  87545 


ASSISTANT  TO  THE  SECRETARY  OF  DEFENSE 
ATTN  EXECUTIVE  ASSISTANT 
ATTN  MILITARY  APPLICATIONS 
WASHINGTON,  DC  20301 

UNDER  SECY  OF  DEF  FOR  RSCH  &  ENGRG 
DEPARTMENT  OF  DEFENSE 
ATTN  AE 

ATTN  STRATEGIC  &  SPACE  SYS  (OS)  RM  3E129 
WASHINGTON,  DC  20301 

COMMANDER 

US  ARMY  ARMOR  CENTER 
ATTN  TECHNICAL  LIBRARY 
FT  KNOX,  KY  40121 

DIRECTOR 

BMD  ADVANCED  TECHNOLOGY  CENTER 

ATTN  ATC-0 

ATTN  BMDSC-H 

ATTN  BMDSC-AOLIB 

DEPARTMENT  OF  THE  ARMY 

PO  BOX  1500 

HUNTSVILLE,  AL  35807 

COMMANDER 

RESEARCH  &  DIV  CENTER 
ATTN  DRDCO-SE1 
US  ARMY  COMM,  ELECT  COMMAND 
FT  MONMOUTH,  NJ  07703 

COMMANDER 

US  ARMY  COMMUNICATIONS  COMMAND 
ATTN  ATSI-CD-MD 
ATTN  CC -LOG -LEO 
FT  HUACHUCA,  AZ  85613 

CHIEF 

US  ARMY  COMMUNICATIONS  SYS  AGENCY 

DEPARTMENT  OF  THE  ARMY 

ATTN  CCM-RD-T 

ATTN  CCM-AD-SV 

ATTN  CCM-AD-LB  (LIBRARY) 

FT  MONMOUTH,  NJ  07703 

DIVISION  ENGINEER 

US  ARMY  ENGINEER  DIV  HUNTSVILLE 

ATTN  HNDED-SR 

PO  BOX  1600,  WEST  STATION 

HUNTSVILLE,  AL  35807 

COMMANDER 

US  ARMY  FOREIGN  SCIENCE  &  TECH  CTR 
ATTN  DRXST-IS-I 
220  7TH  STREET,  NE 
CHARLOTTESVILLE,  VA  22901 


40 


I 


DISTRIBUTION  (Cont'd) 


COMMANDER 

US  ARMY  INTELLIGENCE  &  SEC  CMD 
ATTN  TECHNICAL  LIBRARY 
ARLINGTON  HALL  STATION 
4000  ARLINGTON  BLVD 
ARLINGTON ,  VA  22212 

US  ARMY  INTEL  THREAT  ANALYIS  DET 
ATTN  ADMIN  OFFICER 
BLDG  1,  ROOM  2201 
ARLINGTON  HALL  STATION 
ARLINGTON,  VA  22212 

COMMANDER 

US  ARMY  NUCLEAR  &  CHEMICAL  AGENCY 

ATTN  MONA -WE 

7500  BACKLICK  ROAD 

BUILDING  2073 

SPRINGFIELD,  VA  22150 

COMMANDER 

US  ARMY  TEST  &  EVALUATION  COMD 
ATTN  DRSTE-FA 
ATTN  DRSTE-EL 

ABERDEEN  PROVING  GROUND,  MD  21005 
COMMANDER 

US  ARMY  TRAINING  &  DOCTRINE  COMD 
ATTN  ATCD-Z 
FT  MONROE,  VA  23651 

COMMANDER 

US  ARMY  WHITE  SANDS  MISSILE  RANGE 

ATTN  STEWS -TE -AN,  J  OKUMA 

WHITE  SANDS  MISSILE  RANGE,  NM  88002 

COMMANDER 
US  ARMY  MICOM 

ATTN  DRCPM-PE-EA,  W.  WAGNER 
ATTN  DRCPM-LCEV,  H.  HENRIKS EN 
ATTN  DOCUMENTS  SECTION  BLDG  4484 
ATTN  DRCPM-PE-EG,  W.  JOHNSON 
REDSTONE  ARSENAL,  AL  35898 

DIRECTOR 

INTERSERVICE  NUCLEAR  WEAPONS  SCHOOL 
ATTN  TTV 

KIRTLAND  AFB,  m  87115 
DIRECTOR 

JOINT  STRAT  TGT  PLANNING  STAFF 
ATTN  JLA  (THREAT  APPLICATIONS  DIV) 
ATTN  JLTW-2 

ATTN  NRI-STINFO  LIBRARY 
ATTN  JSAS 

OFFUTT  AFB,  NE  68113 


DEP  CH  OF  STAFF  FOR  RSCH  DEV  &  ACy 
DEPARTMENT  OF  THE  ARMY 
ATTN  DAMA-CSS-N 
ATTN  DAMA-N-CSS,  N.  BARRON 
WASHINGTON,  DC  20310 

COMMANDER 
ATTN  CCH-PCA-TR 
DEPARTMENT  OF  THE  ARMY 
FT  HUACHUCA,  AZ  95613 

COMMANDER 

NAVAL  AIR  SYSTEMS  COMMAND 
ATTN  AIR  350F 
WASHINGTON,  DC  20361 

COMMANDER 

NAVAL  ELECTR ICONIC  SYSTEMS  COMMAND 
ATTN  PME  117-21 
WASHINGTON,  DC  20360 

COMMANDER 

NAVAL  OCEAN  SYSTEMS  CENTER 
ATTN  8123,  S.  LICHTMAN 
ATTN  54,  C.  FLETCHER 
SAN  DIEGO,  CA  92152 

COMMANDING  OFFICER 
NAVAL  ORDNANCE  STATION 
ATTN  STANDARDIZATION  DIVISION 
INDIAN  HEAD,  MD  20540 

SUPERINTENDENT 
NAVAL  POSTGRADUATE  SCHOOL 
ATTN  1424  LIBRARY 
MONTEREY,  CA  93940 

COMMANDING  OFFICER 
NAVAL  RESEARCH  LABORATORY 
ATTN  2000,  J.  BROWN 
ATTN  6701 
ATTN  6624 

ATTN  6070,  K.  WHITNEY 
ATTN  6750 

ATTN  2627,  D.  FOLEN 
ATTN  7550,  J.  DAVIS 
WASHINGTON,  DC  20375 

OFFICER  IN  CHARGE 

NAVAL  SURFACE  WEAPONS  CENTER 

ATTN  F  30 

ATTN  F32,  E.  RATHBUN 
ATTN  F31 

WHITE  OAK  LABORATORY 
SILVER  SPRING,  MD  20910 


41 


DISTRIBUTION  (Cont'd) 


COMMANDER 

NAVAL  WEAPONS  CENTER 
ATTN  233  (TECH  LIB) 

ATTN  39,  WEAPONS  DEPT 
CHINA  LAKE,  CA  93555 

COMMANDING  OFFICER 

NAVAL  WEAPONS  EVALUATION  FACILITY 

ATTN  AT -6 

KIRTLAND  AIR  FORCE  BASE 
ALBUQUERgUE,  NM  87117 

COMMANDING  OFFICER 

NAVAL  WEAPONS  SUPPORT  CENTER 

ATTN  1 1 E 

CRANE,  IN  47522 

OFFICE  OF  THE  CHIEF  OF  NAVAL  OPERATIONS 
ATTN  OP  981 N1 
WASHINGTON,  DC  20350 

DIRECTOR 

STRATEGIC  SYSTEMS  PROJECT  OFFICE 
ATTN  NSP 

ATTN  NSP-230,  D.  GOLD 
ATTN  NSP-27334 

ATTN  NSP-2701,  J.  PITSENBERGER 
ATTN  NSP-43  (TECH  LIB) 

DEPARTMENT  OF  THE  NAVY 
WASHINGTON,  DC  20376 

COMMANDER 

AERONAUTICAL  SYSTEMS  DIVISION,  AFSC 
ATTN  ASD/YYEF 
ATTN  ASD/ENFTV 

WRIGHT-PATTERSON  AFB,  OH  45433 
COMMANDER 

AEROSPACE  DEFENSE  COMMAND/DE 
ATTN  DEE 

DEPARTMENT  OF  THE  AIR  FORCE 
ENT  AFB,  CO  80912 

AIR  FORCE  AERONAUTICAL  SYS  DIV/ENAMA 
ATTN  ASD-ENAMA,  J.  CORBIN 
WRIGHT-PATTERSON  AFB,  OH  45433 

AIR  FORCE  GEOPHYSICS  LABORATORY 
ATTN  PH  C  PIKE 
HANSCOM  AFB,  MA  01731 

AIR  FORCE  WEAPONS  LABORATORY,  AFSC 
ATTN  CA 

ATTN  NT YE,  J,  CASTILLO 
ATTN  NT 
ATTN  NTYC 

ATTN  NTYEE,  C.  BAUM 
ATTN  NTYEP,  W.  PAGE 
ATTN  SUL 
ATTN  NXS 

ATTN  NT,  COL  BLOEMKER 
KIRTLAND  AFB,  NM  87117 


COMMANDER 

AIR  LOGISTICS  COMMAND 

ATTN  OO-ALC-MMEDO,  L.  KIDMAN 

ATTN  00-ALC -AMMETH ,  P.  BERTHEL 

ATTN  00-ALC -MM 

DEPARTMENT  OF  THE  AIR  FORCE 

HILL  AFB,  UT  84056 

DIRECTOR 

AIR  UNIVERSITY  LIBRARY 
ATTN  AUL-LSE 

DEPARTMENT  OF  THE  AIR  FORCE 
MAXWELL  AFB,  AL  36112 

BALLISTIC  MISSILE  OFFICE/DAA 
AIR  FORCE  SYSTEMS  COMMAND 
ATTN  M.  STAPANIAN 
ATTN  ENSN 
ATTN  SYDT 

ATTN  ENSN,  W.  WILSON 
ATTN  ENMG 

ATTN  ENSN,  W.  CLARK 
NORTON  AFB,  CA  92409 

DEPUTY  CHIEF  OF  STAFF 
RESEARCH,  DEVELOPMENT,  &  ACQ 
ATTN  AFRDQI 

DEPARTMENT  OF  THE  AIR  FORCE 
WASHINGTON,  DC  20330 

HEADgUARTERS 

ELECTRONIC  SYSTEMS  DIVISION/YS 
ATTN  YSEA 

HANSCOM  ATB,  MA  01731 
COMMANDER 

FOREIGN  TECHNOLOGY  DIVISION,  AFSC 
ATTN  TQTD,  B.  BALLARD 
WRIGHT-PATTERSON  AFB,  OH  45433 

NORTHERN  AMERICAN  AIR  DEFENSE  TREATY 
ATTN  J5YE,  P.  CASTLEBERRY 
PETERSON  AFB,  CO  80914 

COMMANDER 

ROME  AIR  DEVELOPMENT  CENTER,  AFSC 
ATTN  TSLD 

GRIFFISS  AFB,  NY  13441 
COMMANDER 

ROME  AIR  DEVELOPMENT  CENTER,  AFSC 
ATTN  ESR-ET,  E.  BURKE,  M/S  64 
HANSCOM  AFB,  MA  01731 

SPACE  DIVISION/IN 
ATTN  IND 

POST  OFFICE  BOX  92960 
WORLDWAY  POSTAL  CENTER 
LOS  ANGELES,  CA  90009 


42 


DISTRIBUTION  (Cont ' d ) 


SPACE  UIVISlON/YK 
ATTN  YKD 

POST  OFFICE  BOX  92960 
WORLDWAY  POSTAL  CENTER 
LOS  ANGELES,  CA  90009 

SPACE  UIVISION/YL 
ATTN  YLXT 

POST  OFFICE  BOX  92960 
WORLDWAY  POSTAL  CENTER 
LOS  ANGELES,  CA  90009 

SPACE  UIVISION/YNV 
ATTN  YNV 

POST  OFFICE  BOX  92960 
WORLDWAY  POSTAL  CENTER 
LOS  ANGELES,  CA  90009 

STRATEGIC  AIR  COMMAND 
DEPARTMENT  OF  THE  AIR  FORCE 
ATTN  NRI-STINFO  LIBRARY 
ATTN  DEL 

ATTN  NR I,  G.  MATZKE 
ATTN  XPFS 

OFFUTT  AFB,  NE  86113 


LOS  ALAMOS  NATIONAL  LABORATORY 

MAIL  STATION  5000 

ATTN  REPORTS  LIBRARY 

ATTN  MS  670,  J.  MALIK 

ATTN  MS  668,  J.  MALIK 

ATTN  MS  670,  J.  HOPKINS 

ATTN  C.  BENTON 

PO  BOX  1663 

LOS  ALAMOS,  NM  87545 

SANDIA  NATIONAL  LAB 
ATTN  R.  PARKER 
ATTN  T.  MARTIN 
ATTN  G.  YONAS 
ATTN  3141 
PO  BOX  5000 

ALBUgUERQUE,  NM  87185 

SANDIA  NATIONAL  LABS,  LIVERMORE 
ATTN  T.  DELL  IN 
PO  BOX  969 
LIVERMORE,  CA  94550 


NASA 

LEWIS  RESEARCH  CENTER 
ATTN  C.  PURVIS 
ATTN  N.  STEVENS 
ATTN  LIBRARY 
2100  BROOKPARK  ROAD 
CLEVELAND,  OH  44135 

AEROSPACE  CORP 
ATTN  R.  CAROLIUS 
ATTN  V.  JOSEPHSON 
ATTN  LIBRARY 
ATTN  I.  GARFUNKEL 
ATTN  J.  REINHEIMER 
ATTN  C.  PEARLSTON 
PO  BOX  92957 
LOS  ANGELES,  CA  90009 

AGBABIAN  ASSOCIATES 
ATTN  LIBRARY 
250  N  NASH  STREET 
EL  SEGUNDO,  CA  90245 

AVCO  RESEARCH  &  SYSTEMS  GROUP 
ATTN  LIBRARY  A 830 
201  LOWELL  STREET 
WILMINGTON,  MA  01887 

BATTELLE  MEMORIAL  INSTITUTE 
ATTN  E.  LEACH 
505  KING  AVENUE 
COLUMBUS,  OH  43201 

BDM  CORP 

ATTN  CORPORATE  LIBRARY 
7915  JONES  BRANCH  DRIVE 
MCLEAN,  VA  22102 

BDM  CORP 
ATTN  LIBRARY 
PO  BOX  9274 

ALBUgUERgUE,  NM  87119 

BEERS  ASSOCIATES,  INC 
ATTN  B.  BEERS 
PO  BOX  2549 
RES TON,  VA  22090 

BENDIX  CORP 
COMMUNICATION  DIVISION 
ATTN  DOCUMENT  CONTROL 
E  JOPPA  ROAD 
BALTIMORE,  MD  21204 

BENDIX  CORP 
BENDIX  CENTER 
ATTN  M.  FRANK 
SOUTHFIELD,  MI  48075 


DEPARTMENT  OF  ENERGY 

ECONOMIC  REGULATORY  ADMINISTRATION 

OFFICE  OF  UTILITIES  SYSTEMS 

DIV  OF  POWER  SUPPLY  &  RELIABILITY  <EEPA) 

ATTN  OFFICE  OF  UTILITY  SYSTEMS,  L.  0. 

NEILL 

1111  20TH  ST  NW 
WASHINGTON,  DC  20461 


43 


DISTRIBUTION  (Cont'd) 


BOEING  CO 

ATTN  KENT  TECHNICAL  LIBRARY 

ATTN  V.  JONES 

ATTN  D.  KEMLE 

ATTN  B.  HANRAHAN 

PO  BOX  3737 

SEATTLE,  WA  98124 

CALS PAN  CORP 
ATTN  LIBRARY 
PO  BOX  400 
BUFFALO,  NY  14225 

CHARLES  STARK  DRAPER  LAB,  INC 
ATTN  TIC  MS  74 
ATTN  K.  FERTIG 
555  TECHNOLOGY  SQUARE 
CAMBRIDGE,  MA  02139 

CINCINNATI  ELECTRONICS  CORP 
ATTN  L.  HAMMOND 
2630  GLENDALE-MILFORD  ROAD 
CINCINNATI,  OH  45241 

COMPUTER  SCIENCES  CORP 
ATTN  A.  SCHIFF 
1400  SAN  MATEO  BLVD  SE 
ALBUQUERQUE,  NM  87108 

UIKEWOOD  CORPORATION 
ATTN  TECH  LIB  FOR/L.  DAVIS 
ATTN  TECHNICAL  LIBRARY 
1613  UNIVERSITY  BLVD  NE 
ALBUQUERQUE,  NM  87102 

UIKEWOOD  CORPORATION 
LOS  ANGELES  OPERATIONS 
ATTN  K.  LEE 
2716  OCEAN  PARK  BLVD 
SANTA  MONICA,  CA  90405 

E-SYSTEMS,  INC 
GREENVILLE  DIVISION 
ATTN  J.  MOORE 
PO  BOX  1056 
GREENVILLE,  TX  75401 

EATON  CORPORATION 
AIR  DIVISION 
ATTN  E.  KARPEN 
COMAC  ROAD 
DEER  PARK,  NY  11729 

EFFECTS  TECHNOLOGY,  INC 
ATTN  TECHNICAL  INFO  ACQ  S  CLOW 
5383  HOLLISTER  AVENUE 
SANTA  BARBARA,  CA  93111 


EG&G  WASH.  ANALYTICAL  SVCS  CTR,  INC 

ATTN  LIBRARY 

ATTN  C.  GILES 

2450  ALAMO  AVENUE  SE 

ALBUQUERQUE,  NM  87106 

FORD  AEROSPACE  &  COMMUNICATIONS  CORP 
FORD  S  JAMBOREE  ROADS 
ATTN  K.  ATTINGER 
NEWPORT  BEACH,  CA  92663 

FORD  AEROSPACE  S  COMMUNICATORS  CORP 
ATTN  A.  LEWIS 
3939  FABIAN  WAY 
PALO  ALTO,  CA  94303 

FRANKLIN  INSTITUTE 
ATTN  R.  THOMPSON 
20TH  STREET  AND  PARKWAY 
PHILADELPHIA,  PA  19103 

GENERAL  DYNAMICS  CORP 
ELECTRONICS  DIVISION 
ATTN  RESEARCH  LIBRARY 
PO  BOX  81127 
SAN  DIEGO,  CA  92138 

GENERAL  DYNAMICS  CORP 

INTER-DIVISION  RESEARCH  LIBRARY 

KEARNY  MESA 

ATTN  RESEARCH  LIBRARY 

PO  BOX  80986 

SAN  DIEGO,  CA  92138 

GENERAL  ELECTRIC  CO 

SPACE  DIVSION 

VALLEY  FORGE  SPACE  CENTER 

ATTN  J.  PEDEN 

ATTN  J.  ANDREWS 

PO  BOX  8555 

PHILADELPHIA,  PA  19101 

GENERAL  ELECTRIC  CO 
AEROSPACE  ELECTRONICS  SYSTEMS 
FRENCH  ROAD 
ATTN  C.  HEW  ISON 
UTICA,  NY  1 3503 

GENERAL  ELECTRIC  CO 
ATTN  TECHNICAL  LIBRARY 
PO  BOX  5000 
BINGHAMTON,  NY  13902 

GEORGIA  INSTITUTE  OF  TECHNOLOGY 
OFFICE  OF  CONTRACT  ADMINISTRATION 
ATTN  RES  &  SEC  COORD  FOR  H  DENNY 
ALANTA,  GA  30332 


DISTRIBUTION  (Cont'd) 


GRUMMAN  AEROSPACE  CORP 
S  OYSTER  BAY  ROAD 
ATTN  L-OI  36 
BETHPAGE,  NY  11714 

HARR  IS  COR  PORATION 

HA Rk IS  SEMI -CON DOCTOR 

ATTN  V.  PRES  6,  MGR  PRGMS  DIV 

ATTN  A.  STRAIN 

PO  BOX  883 

MELBOURNE,  EL  32901 

HAZELTINE  CORP 
PULASKI  ROAD 
ATTN  J.  OKRENT 
GREENLAWN,  NY  11740 

HONEYWELL,  INC 
AVIONICS  DIVISION 
2600  RIDGEWAY  PARKWAY 
PO  BOX  312 
ATTN  S&RC  LIBRARY 
ATTN  R.  JOHNSON 
2600  RIDGEWAY  PARKWAY 
PO  BOX  312 

MINNEAPOLIS,  MN  55440 

HONEYWELL,  INC 

AEROSPACE  &  DEFENSE  GROUP 

ATTN  W.  STEWART 

ATTN  S.  GRAFF 

13350  US  HIGHWAY  19  SOUTH 

CLEARWATER,  FL  33516 

HUGHES  AIRCRAFT  CO 
ELECTRO-OPTICAL  DATA  SYS  GP 
ATTN  CTDC  6/El  10 
ATTN  K.  WALKER 
ATTN  TECHNICAL  LIBRARY 
PO  BOX  902 

EL  SEyUNDO,  CA  90245 

HUGHES  AIRCRAFT  CO 

EL  SEGUNDO  SITE 

ATTN  A.  NAREVSKY 

ATTN  E.  SMITH 

ATTN  W.  SCOTT 

PO  BOX  92919 

LOS  ANGELES,  CA  90009 

HUGHES  AIRCRAFT  CO 
GROUND-SYSTEMS  GROUP 
ATTN  K.  DOWNING,  MLS  100 
PO  BOX  3310 
FULLERTON,  CA  92634 

I IT  RESEARCH  INSTITUTE 
ATTN  I,  MINDEL 
ATTN  J.  BRIDGES 
10  W  35TH  STREET 
CHICAGO,  IL  60616 


INSTITUTE  FOR  DEFENSE  ANALYSES 
ATTN  CLASSIFIED  LIBRARY 
ATTN  TECH  INFO  SERVICES 
1801  N  BEAUREGARD  STREET 
ALEXANDRIA,  VA  22311 

INTERNATIONAL  TEL  &  TELEGRAPH  CORP 
ATTN  TECHNICAL  LIBRARY 
500  WASHINGTON  AVENUE 
NUTLEY,  NJ  07110 

ION  PHYSICS  CORP 
ATTN  R.  EVANS 
ATTN  H.  MILDE 
S  BEDFORD  STREET 
BURLINGTON,  MA  01803 

IRT  CORP 

ATTN  B.  WILLIAMS 
ATTN  LIBRARY 
ATTN  N.  RUDIE 
PO  BOX  81087 
SAN  DIEGO,  CA  92138 

JAYCOR 

SANTA  BARABARA  FACILITY 
ATTN  W.  RADAS KY 
PO  BOX  30281 
360  SOUTH  HOPE  AVE 
SANTA  BARBARA,  CA  93105 

JAYCOR 

ATTN  LIBRARY 

ATTN  R.  STAHL 

ATTN  E.  WENAAS 

PO  BOX  85154 

SAN  DIEGO,  CA  92138 

JAYCOR 

ATTN  LIBRARY 
ATTN  R.  SULLIVAN 
205  S  WHITING  STREET 
ALEXANDRIA,  VA  22304 

JAYCOR 

ATTN  R.  POLL 
PO  BOX  1577 

SANTA  MONICA,  CA  90406 

JOHNS  HOPKINS  UNIVERSITY 
APPLIED  PHYSICS  LAB 
ATTN  P,  PARTRIDGE 
JOHNS  HOPKINS  ROAD 
LAUREL,  MD  20810 

KAMAN  TEMPO 
ATTN  W.  MCNAMARA 
ATTN  R.  RUTHERFORD 
ATTN  DAS I AC 

816  STATE  STREET  (PO  DRAWER  y Q) 
SANTA  BARBARA,  CA  93102 


45 


DISTRIBUTION  (Cont'd) 


LITTON  SYSTEMS ,  INC 
DATA  SYSTEMS  DIVISION 
ATTN  MS  64-61 -E  EUSTIS 
8000  WOODLEY  DIVISION 
8000  WOODLEY  AVENUE 
VAN  NUYS,  CA  91409 

LITTON  SYSTEMS,  INC 
AMECOM  DIVISION 
ATTN  J.  SKAGGS 
6115  CALVERT  ROAD 
COLLEGE  PARK,  MD  20740 

LOCKHEED  MISSILES  &  SPACE  CO,  INC 
ATTN  TECHNICAL  INFORMATION  CENTER 
3251  HANOVER  STREET 
PALO  ALTO,  CA  94304 

LOCKEED  MISSILES  &  SPACE  CO,  INC 

ATTN  H.  THAYN 

ATTN  DEPT  85-85 

ATTN  S,  TAIMUTY  DEPT  81 -74 

ATTN  G.  HEATH 

ATTN  L.  ROSSI 

PO  BOX  504 

SUNNYVALE,  CA  94086 

MARTIN  MARIETTA  CORP 
ATTN  M,  GRIFFITH 
PO  BOX  5837 
ORLANDO,  FL  32855 

MARTIN  MARIETTA  CORP 
ATTN  D-6074,  G.  FREYER 
ATTN  D.  TEHIELAN 
PO  BOX  179 
DENVER,  CO  80201 

MCDONNELL  DOUGLAS  CORP 
ATTN  R.  KLOSTER,  DEPT  E451 
PO  BOX  516 
ST  LOUIS,  MO  63166 

MCDONNELL  DOUGLAS  CORP 

ATTN  TECHNICAL  LIBRARY  SERVICES 

ATTN  S.  SCHNEIDER 

5301  BOLSA  AVENUE 

HUNTINGTON  BEACH,  CA  92647 

MCDONNELL  DOUGLAS  CORP 
ATTN  M.  POTTER 
3855  LAKEWOOD  BOULVARD 
LONG  BEACH,  CA  90846 

MISSION  RESEARCH  CORP 

ATTN  C.  LONGMIRE 

ATTN  EMP  GROUP 

ATTN  R.  STETTNER 

ATTN  M.  SCHEIBE 

PO  DRAWER  719 

SANTA  BARABARA,  CA  93102 


MISSION  RESEARCH  CORP 
EM  SYSTEM  APPLICATIONS  DIVISION 
ATTN  A  CHODCROW 

1400  SAN  MATEO  BLVD,  SE,  SUITE  A 
ALBUQUERQUE,  NM  87108 

MISSION  RESEARCH  CORP 
A TTN  8.  GOPLEN 
PO  BOX  279 

SPRINGFIELD,  VA  22150 

MISSION  RESEARCH  CORP  SAN  DIEGO 
ATTN  LIBRARY 
5434  RUFFIN  ROAD 
SAN  DIEGO,  CA  92123 

MISSION  RESEARCH  CORPORATION 

ATTN  J,  LUBELL 

ATTN  W.  STARK 

ATTN  W.  WARE 

PO  BOX  7816 

COLORADO  SPRINGS,  CO  80933 

MITRE  CORP 
ATTN  M.  FITZGERALD 
PO  BOX  208 
BEDFORD,  MA  01730 

NORDEN  SYSTEMS,  INC 
ATTN  TECHNICAL  LIBRARY 
PO  BOX  5300 
NORDEN  PLACE 
NORWALK,  CT  06586 

NORTHROP  CORP 
ELECTRONIC  DIVISION 
ATTN  LEW  SMITH 
ATTN  B.  AHLPORT 
2301  W.  120TH  STREET 
HAWTHORNE,  CA  90250 

PACIFIC-SIERRA  RESEARCH  CORP 
ATTN  H.  BRODE,  CHAIRMAN  SAGE 
ATTN  L.  SCHLESSINGER 
12340  SANTA  MONICA  BLVD 
LOS  ANGELES,  CA  90025 

PALISADES  INST  FOR  RSCH  SERVICES,  INC 
ATTN  RECORDS  SUPERVISOR 
201  VARICK  STREET 
NEW  YORK,  NY  10014 

PHYSICS  INTERNATIONAL  CO 
ATTN  DOCUMENT  CONTROL 
2700  MERCED  STREET 
SAN  LEANDRO,  CA  94577 


46 


DISTRIBUTION  (Cont'd) 


R&D  ASSOCIATES 
ATTN  S.  SIEFEL 

ATTN  TECHNICAL  INFORMATION  CENTER 
ATTN  DOCUMENT  CONTROL 
PO  BOX  9695 

MARINA  DEL  REY,  CA  90291 

R&D  ASSOCIATES 
ATTN  JAMES  THOMPSON 
1401  WILISON  BLVD 
SUITE  500 

ARLINGTON ,  VA  22209 

RAND  CORP 

ATTN  LIB-D 

1700  MAIN  STREET 

SANTA  MONICA,  CA  90406 

RAYTHEON  CO 
ATTN  G.  JOS HI 
HARTWELL  ROAD 
BEDFORD,  MA  01730 

RAYTHEON  CO 
ATTN  H.  FLESCHER 
ATTN  M.  NUCEFORA 
528  BOSTON  POST  ROAD 
SUDBURY,  MA  01776 

RCA  CORP 

DAVID  SANROFF  RESEARCH  CENTER 
ATTN  L.  MINICH 
ATTN  D.  OCONNER 
PO  BOX  432 

PRINCETON,  NJ  08540 

ROCKWELL  INTERNATIONAL 
ATTN  G-1  DIV  TIC  ( BAOB ) 

PO  BOX  92098 

LOS  ANGELES,  CA  90009 

ROCKWELL  INTERNATIONAL  CORP 

ATTN  J.  ERB 

ATTN  V.  MICHEL 

ATTN  D-243-068,  031-CA31 

ATTN  LIBRARY 

PO  BOX  3105 

ANEHEIM,  CA  92803 

ROCKWELL  INTERNATIONAL  CORP 
SPACE  DIVISION 
ATTN  B.  WHITE 

12214  SOUTH  LAKEWOOD  BOULEVARD 
DOWNEY,  CA  90241 

ROCKWELL  INTERNATIONAL  CORP 
ATTN  F.  SHAW 
PO  BOX  369 

CLEARFIELD,  ITT  8401 5 


S-CUBED 

ATTN  A.  WILSON 

ATTN  LIBRARY 

PO  BOX  1620 

LA  JOLLA,  CA  92038 

SCIENCE  APPLICATIONS,  INC 
ATTN  R.  PARKINSON 
ATTN  F.  SHILTON 
PO  BOX  2351 
LA  JOLLA,  CA  92038 

SCIENCE  APPLICATONS,  INC 

ATTN  K.  SITES 

ATTN  D.  WOODWARD 

PO  BOX  19057 

LAS  VEGAS,  NV  89119 

SINGER  CO 

ATTN  TECHNICAL  INFORMATION  CENTER 
1150  MACBRIDE  AVENUE 
LITTLE  FALLS,  NY  07424 

SPERRY  RAND  CORP 

SPERRY  DIVISION 

ATTN  TECHNICAL  LIBRARY 

MARCUS  AVENUE 

GREAT  NECK,  NY  1 1 020 

SPERRY  RAND  CORP 
SPERRY  FLIGHT  SYSTEMS 
ATTN  D.  SCHOW 
PO  BOX  21111 
PHOENIX,  AZ  85036 

SPIRE  CORP 
ATTN  R.  LITTLE 
PO  BOX  D 

BEDFORD,  MA  01730 

SRI  INTERNATIONAL 
ATTN  E.  VANCE 
ATTN  A.  WHITSON 
ATTN  LIBRARY 
333  RAVENSWOOD  AVENUE 
MENLO  PARK,  CA  94025 

SYL VANIA  SYSTEMS  GROUP 
COMMUNICATION  SYSTHNS  DIVISION 
GTE  PRODUCTS  CORPORATION 
ATTN  C.  THORNHILL 
ATTN  E.  MOTCHOK 
ATTN  L.  BLAIS DELL 
77  ”A"  STREET 
NEEDHAM,  MA  02194 


47 


DISTRIBUTION  (Cont ' d) 


SYLVAN IA  SYSTEMS  GROUP 
ELECTRONICS  SYSTEMS  & 

SERVICES  ORGANIZATION 
GTE  PRODUCTS  CORPORATION 
ATTN  A.  NOVENSKI 
ATTN  C.  RAMS BOTTOM 
ATTN  D.  FLOOD 
ATTN  J.  WALDRON 
189  B  STREET 
NEEDHAM,  MA  02194 

STRATEGIC  SYSTEMS  DIV 
SYLVANIA  SYSTEMS  GROUP 
GTE  PRODUCTS  CORP 
1  RESEARCH  CORP 
ATTN  I.  KOHLBERG 
WESTBORO,  MA  01581 

TEXAS  TECH  UNIVERSITY 
ATTN  T.  SIMPSON 
PO  BOX  5404 
NORTH  COLLEGE  STATION 
LUBBOCK,  TX  79417 

TRW  ELECTRONICS  &  DEFENSE  SECTOR 

ONE  SPACE  PARK 

ATTN  L.  MAGNOLIA 

ATTN  C.  WOLLER 

ATTN  D.  ADAMS 

ATTN  H.  HOLLOWAY 

ATTN  TECHNICAL  INFORMATION  CENTER 

ATTN  D.  CLEMENT 

REDONDO  BEACH,  CA  90278 

TRW  ELECTRONICS  &  DEFENSE  SECTOR 
BALLISTIC  MISSILE  DIV 
ATTN  R.  MORTENSEN,  BLDG  527,  RM  706 
PO  BOX  1310 

SAN  BERNARDINO,  CA  92402 

VAR IAN  ASSOCIATES,  INC 
ATTN  H.  JORY 
611  HANSEN  WAY 
PALO  ALTO,  CA  94303 

UNIVERSITY  OF  CALIFORNIA 
LAWRENCE  LIVERMORE  NATIONAL  LAB 
ATTN  L-1 0,  H.  KRUGER  (CLASS  L-94) 
ATTN  L-1 56,  H.  CABAYAN 
ATTN  L-96,  T.  DONICH  (CLASS  L-94) 
ATTN  TECHNICAL  INFO  DEPT.  LIBRARY 


UNIVERSITY  OF  CALIFORNIA  (Cont'd) 

ATTN  L-1 56,  E.  MILLER 

ATTN  L-1 53,  D.  MEEKER  (CLASS  L-477) 

PO  BOX  808 

LIVERMORE,  CA  94550 
COMMANDER 

ELECTRONICS  TECH  &  DEVICES  LAB 
US  ARMY  ELECTRONICS  R&D  COMMAND 
ATTN  DRDCO -CCM -ME ,  G.  GAULE 
ATTN  DELSD-L,  W.  WERK 
ATTN  DELCS-K,  A.  COHEN 
FT  MONMOUTH,  NJ  07703 

US  ARMY  ELECTRONICS  RESEARCH  & 
DEVELOPMENT  COMMAND 
ATTN  COMMANDER,  DRDEL-CG 
ATTN  TECHNICAL  DIRECTOR,  DRDEL-CT 
ATTN  PUBLIC  AFFAIRS,  OFFICE,  DRDEL-IN 

HARRY  DIAMOND  LABORATORIES 

ATTN  CO/TD/TSO/DIVIS ION  DIRECTORS 

ATTN  RECORD  COPY,  81200 

ATTN  HDL  LIBRARY,  81100  (3  COPIES) 

ATTN  HDL  LIBRARY,  81100  (WOODBRIDGE) 

ATTN  TECHNICAL  REPORTS  BRANCH,  81300 

ATTN  LEGAL  OFFICE,  97000 

ATTN  CHAIRMAN,  EDITORIAL  COMMITTEE 

ATTN  MORRISON,  R.  E. ,  13500  (GIDEP) 

ATTN  CHIEF,  21000 

ATTN  CHIEF,  21100 

ATTN  CHIEF,  21200 

ATTN  CHIEF,  21300 

ATTN  CHIEF,  21400  (3  COPIES) 

ATTN  CHIEF,  21500 

ATTN  CHIEF,  22000 

ATTN  CHIEF,  22100 

ATTN  CHIEF,  22300 

ATTN  CHIEF,  22800 

ATTN  CHIEF,  22900 

ATTN  CHIEF,  20240 

ATTN  R.  GILBERT,  22800 

ATTN  MILLER,  J. ,  34300 

ATTN  ELBAUM,  S. ,  97100 

ATTN  LOKERSON,  D. ,  11000  (2  COPIES) 

ATTN  LAN HAN,  C. ,  00213  (2  COPIES) 

ATTN  VANDERWALL,  J.,  22800  (50  COPIES) 
ATTN  GILBERT,  R. ,  22800  (50  COPIES) 
ATTN  BLACKBURN,  J.,  22800  (50  COPIES) 


